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A TRISERVICE COMPARISON OF DENTAL
SCALING DEVICES: SONIC AND ULTRASONIC

INTRODUCTION

The USAF Dental Investigation Service (DIS) regularly recsives requests for advice
concerning the purchase of dental scaling devices. Dentists want to know which units
to buy. Scaler manufacturers' claims and counterclaims, combined with the bewilder-
ing number of instruments on the market today, can make that buying decision difficult.

This study was undertaken to technically measure and clinicallx evaluate various
power scalers. Itis the first Triservice study of its kind, gathering the impressions of
users from the Army, the Navy, and the Air Force to help facility-level department chiefs
make purchasing decisions cencerning dental sonic and ultrasonic scalers.

The following report is divided into three parts. Part | is a review of the literature and
contains a short history of the development of power scalers. It also contains a discus-
sion of the relationship between dental scalers and cardiac pacemakers. Part Il is
divided into Section A, containing a description of the methods and materials used, and
Section B, which contains test resuits. In Section B each scaler is described and
evaluated, and has received a DIS recommendation. Part 1l contains conclusions
drawn from the study. Appendix A is a synopsis of the scalers' "vital statistics.”
Appendix B contains the scaler evaluation sheet . It was used by the clinical evaluators
to collect raw data about the scalers. Appendix C contains the compiled raw scores of
the clinical trials.

PART I:
HISTORY AND LITERATURE REVIEW

Backg round

In November 1952, featured on the cover of Life Magazine was a picture of a cork-
screw penetrating a piece of glass (1). The significance of the picture was that it illus-
trated the use of vibratory action to cut through seemingly forbidding substances using a
surface which vibrated in excess of 20,000 cycles per second (cps) or hertz (Hz) (2).
The technique's name? Ultrasonics.

Uttrasonics In Dentistry

Around the country dentists' imaginations were stirred. Here was a piece of glass
(similar in hardness to a tooth), being penetrated by a piece of metal (similar to a dental
bur). Many of those dentists wrote to suggest that the technique could be used to make
a vibrating dental drill which could replace the rotary handpiece. Indeed, ultrasonic
dental handpieces were developed and some 15,000 of them were sold (2). But
another use also came to mind.

The First Ultrasonic Scaler

Why not use such vibratory action to cleave calculus deposits from tooth surfaces?
Cavitron Ultrasonics Inc., the creators of that first ultrasonic dental drill, answered by
developing a small ultrasonic prophylaxis unit. It consisted of an electronic generator
which pulsed energy at 25,000 Hz, a handpiece to transfer that energy to the tooth




surface, and a series of special inserts for use with the handpiece (2). The result was
the first dental ultrasonic scaler. It was a phenomenal success as evidenced by the
number and variety of scalers commercially available today.

Applying ultrasound to dental hand instruments coupled a level of power to gentle-
ness and precision of control such as had never before been seen. In fact, there were
numerous advantages to this new instrument for calculus removal, including decreased
hand fatigue for the operator, decreased force required to clean the object, decreased
need for ultrasharp edges on scalers, decreased "scraping” sensation to the ﬁatient,
and possibly increased cleansing action from the cavitation phenomenon at the scaler
tip.

Decreased Need For Instrument Sharpness

In conventional hand-scaling techniques, instrument sharpness is paramount.
Many operators won't use a set of scalers twice before resharpening. The ultrasonic
scaler reduces that need. No longer is a finely honed edge so important in the removal
of calculus. In fact, a sharp edge may even be detrimental because it requires a finer
touch to avoid scarring the tooth surface. Investigators found that a blunt tip, vibrating
many thousands of cycles per second and applied lightly to hard calculus deposits
attached to the side of the tooth, rapidly fatigued the calculus, breaking it down into tiny
particles. The particles formed a slurry which, when &ixcited by the ultrasonic cavitation
effect at the scaler tip, further aided in site cleansing.

Magnetostrictive Scaler Construction (Cavitron Style)

The original type of ultrasonic scaler is magnetostrictive, that is, it uses a "stack™ of
leaf-thin, nickel-iron plates, which undergo various, minute contortions when placed in a
magnetic field. A coil of wire surrounding the stack of metal plates, which is itself
surrounded by a plastic handle, makes up the handpiece. When charged with elec-
tricity the coil creates a magnetic field and causes the stack to alternately distort and
return to its original shape. The stack is directly coupled to the scaler tip; as the stack
vibrates, the scaler tip vibrates.

Additionally, the magnetostrictive mechanical action supplies heat during operation.
The heat generated in the handpiece is absorbed by water; the water serves as a
coolant for the handpiece, as warm lavage for the operative site, and as a medium for
the cavitation process generated by the rapidly vibrating scaler tip.

The power unit, an electronic generator, provides current alternating in excess of
20,000 Hz. Since it exceeds the frequency range of the human ear (approximately 20 -
20,000 Hz), this high frequency is termed ultrasonic. The oscillation at the scaler tip is
made possible by pulses of electricity which are converted in the handpiece to me-
chanical motion; the minute vibrations in the metal leaves of the scaler insert create a
cavitation effect.

Cavitation Effect

The cavitation effect associated with ultrasonic scaling may be another advantage to
the technique. Cavitation is the almost instantaneous release of energy from collapsing
air bubbles in a liquid. These bubbles collapse and release energy as the result of
alternating pressures on the liquid they are suspended in. Most ot us have seen cav-
itation in boiling water and near ships' propellers. When the intensity is high enough,




we can see this same cavitation phenomenon caused by ultrasound. High intensity,
alternating pressure waves passing through water at the tip of the scaler force air bub-
bles in the liquid to raﬁidly expand and contract until they suddenly collapse, releasing
energy in the form of heat. As these bubbles change size at the surface of the tooth,
they help to dislodge debris which is washed away by the flowing water.

Pacemakers and Ultrasonic Scalers

A disadvantage of the magnetostrictive scaler is its gotential to cause electromag-
netic interference (EMI) in cardiac pacemakers (3, 4). Pacemakers have been used
since 1958, there are two types: fixed rate and demand. The fixed rate pacemakers are
asynchronous; that is, they pulse at a given frequency. They are therefore not affected
by EMI. On the other hand, the demand pacemaker units are designed to sense cardiac
rhythm and pace the heart only in the absence of intrinsic electrical activity (5). Any
device which produces a strong enough EMI can potentially interfere with demand
pacemakers.

In fact, other electrical devices such as microwave ovens, electric shavers, electro-
cautery, diathermy, vitalometers, and even electric toothbrushes have the potential to
cause EMI (5). Microwave ovens have, since their early "leaky” days, been improved
through better shielding and are no Ion%er considered a threat to the pacemaker
patient. The other devices listed here, however, continue to cause concern.

In the case of the magnetostrictive ultrasonic scaler, when the operator activates the
unit the resultant EMI could cause the pacemaker to "sense" cardiac activity and there-
fore cease its own pacing. Ininstances where the operator has the habit of "pulsing” the
scaler during its operation, creating short bursts of intermittent power, long periods of
asystole are possible. The threat of resultant seizures, dizziness, and serious cardiac
events cannot therefore be overlooked.

Risk to Pacemaker Wearers

Fortunately the chance of serious interference from dental ultrasonic scalers is mini-
mal. A review of the literature reveals no serious incidents of pacemaker dysfunction as
a result of the use of dental power scalers. Scherman and de Wet, commenting on a
1974 test by Meisel, Machtens, and Abbink, reported that, at a distance of 30 cm (12in.)
or mo: ), none of the electrical equipment they tested affected pacemakers (5). In 1983
Adams and Beechy tested 11 ultrasonic scalers vs five demand pacemakers. They
found that when the scaler handpieces were at least 6 cm (2.4 in.) from the pacemaker
leads, none exhibited any interference (6). Covering the chest with a lead apron during
treatment in an attempt to protect from EMI has had mixed results (5, 6).

Although a scaler-to-pacemaker lead distance of less than 6.4 cm (2.5 in.) may
seem small, and therefore safe, the operator should keep in mind that pacemaker leads
often run through the subclavian or external jugular vessel on their way to the heart
ventricle. Therefore, even such a short distance is within the working range of the
ultrasonic scaler handle during a normal dental prophylaxis and precautions cannot be
relaxed in the case of the magnetostrictive ultrasonic scaler. Piezoelectric and sonic
scalers, however, are free of this EMI hazard (6, 7).




Piezoelectric Scaler Construction

In the early 1970s, a new technology in ultrasonic cleaning became available. The
new concept replaced the nickle-iron stack of the magnetostrictive scaler with a crystal
s¥‘stem which expanded and contracted when an electric current was applied. This
phenomenon is known as the piezoelectric effect. It creates a reciprocal rather than an
elliptical motion, and is reversible; i.e., a crystal that is mechanically deflected will pro-
uce electricity (piezoelectric cigarette lighters, photoflash cubes). The low EMI level
emitted from this type of scaler is not hazardous to cardiac pacemakers. It is, therefore,
a safe alternative to the magnetrostrictive scalers (6, 7).

Piezoelectric Versus Magnetostrictive Tip Motion

An additional advantage, suggested by one manufacturer, is that the reciprocal or
"back-and-forth” motion of piezoelectric ultrasonic scalers is gentler to the tooth than the
elliptical motion of magnetostrictive (Cavitron-style) ultrasonic scalers. This advantage
is, as the manufacturer explained, due to its action parallel to the tooth surface, as
opposed to the elliptical motion of the Cavitron-style scalers which can strike the tooth
surface at an infinite number of angles within the 0-180 degree range, dependent upon
where in the elliptical pattern the steel tip actually strikes the tooth surface. A review of
the literature, however, fails to reveal clinical substantiation of such claims. In fact, the
claim that the reciprocal motion is better because it is parallel to the tooth surface i%-
nores the fact that the user's hand position determines the angle of the scaler tip. The
reciprocal motion of the piezoelectrics does not, therefore, guarantee paraliel action to
the tooth surface.

Advances in Magnetostrictive Ultrasonics

Today ultrasonic scalers are rapidly evolving to meet the needs of the dental
profession. They are being adapted to simultaneously apply oral medicaments during
tooth scaling (14, 15). Other multi-purpose units are being introduced which can
remove surface stains with an abrasive powder as well as scale the teeth. Ultrasonic
scalers are now available in the more powerful 40,000 Hz range, whereas the first
scaler oscillated at 25,000 Hz (1).

Sonic Scalers

Today, sonic scalers have joined the ultrasonic scalers on the scene. Having
received good reviews as handy devices for minor scaling and crown and bridge
cement removal, they are now competing favorably as general purpose scalers (8, 9).
Sonic scalers are even undergoing expanded use in subgingival scaling and root
planing (10-13).

Sonic scalers are the latest addition to the array of power scalers. They contain
air-driven rotors, and have the advantage of being able to be plugged right in to the
high-speed handpiece hose at the dental unit. Their small size and simple installation
make them extremely portable. No power generator box, wall plug, or special water
hookup is required. Only a high-speed handpiece attachment with water is required.
However, in contrast to the ultrasonic scalers their oscillations are below 20,000 Hz, a
fact which lends them their "sonic™ designation. Like the piezoelectric ultrasonic scalers
they are, due to their low EMI, not hazardous to use on the patient who wears a cardiac
pacemaker.




Sonic Scaler Tip Motion

The elliptical tip motion of the sonic scaler is similar to that of the magnetostrictive
ultrasonic type (Cavitron style). Actually two ellipses are created; one is 60
degr%«l:% )from the longitudinal plane while the other is along the transverse
axis .

Clearly, the literature reveals that power scalers, both sonic and ultrasonic, have
been time and effort savers. The literature does not, however, reveal users' studies
where brands of scalers were compared. The single exception to this is a report by
Clinical Research Associates (CRA) in which the Star Titan-S sonic and the Cavitron
2002 ultrasonic scalers were top- rated (17). The CRA report did not, however, describe
the methods and materials used in arriving at their conclusions.

PART Ii:
A. TEST METHODS AND FINDINGS

Methods and Materials

Eleven manufacturers supplied 14 models of sonic and ultrasonic scalers (2 sonic
and 12 ultrasonic), to the USAF Dental Investigation Service (DIS) for a two-phase
study (Table 1). The two phases were: Phase 1, In-house Testing, and Phase 2:
Clinical Evaluations.

TABLE 1. TRI-SERVICE DENTAL SCALER STUDY - UNITS TESTED
Model Name Manufacturer Type DIS Recommendation
1. NG 1050 Cranston Industries Inc. magnetostrictive acceptable
2. Cavitron 3000 Dentsply International magnetostrictive recommended
3. HSP Ultrasonic Health Science Products  piezoelectric acceptable
4. Le Clean Machine Parkell magnetostrictive acceptable
5. Sonatron S3M Simplified Systems Inc. magnetostrictive not recommended
6. Sonatron S3X Simplified Systems Inc. magnetostrictive acceptable
7. SONICflex Kavo America sonic recommended
8. Sonus V Engler Engineering Corp. magnetostrictive recommended
9. SP-Quick Satelec piezoelectric acceptable
10. StarTitan S Den-Tal-Ez Inc. sonic recommended
11. The Piezoelectric S3  Spartan USA piezoelectric acceptable
12. Ultra-Scaler 3100 Young Dental Mig. piezoelectric acceptable
13. Ultra-Scaler 3200 Young Dental Mfg. piezoelectric acceptable
14. Ultrason 990 Engler Engineering Corp. magnetostrictive recommended




Recommendations Explained

As w~ gvaluated the units in-house and interpreted the data from the clinical evalua-
tors, we were able to rate the scalers "Recommended,” meaning the scaler functioned
verﬁ well in all critical aspects; "Acceptable,” meaning the unit was average, neither
hig cl)( touted nor found to be unacceptable bz evaluators ; "Not recommended,” that is,
rated below average overall but not a safety hazard to use; and "Unacceptable,” mean-
ing the unit was a safety hazard or of such low quality as to be of no value to military
facilities. The recommendations for each of the units are listed as the last comment of
each scalers' description found in Part |I-B.

DIS evaluators developed testing protocols based on their perceptions of the
expected needs of users in the clinical setting. These perceptions were based on the
evaluators' own field experiences, questions from the field, and queries to the field and
to scaler manufacturers asking them what features they would like to see tested in
dental power scalers.

PHASE 1: In-House Evaluation

In Phase 1 of the studz. all units first received an objective in-house evaluation to
determine their physical characteristics. The following criteria were developed by DIS
evaluators to compare the units against selected criteria.

- Sizein box: The boxes the scalers arrived in were measured to determine their
cubic footage. This information can be an important factor if the unit is planned for a
mobile dental operatory where space is limited.

- Gross weight of unit plus packing: Scaler packages were weighed prior to
unpacking. The weight of the scaler package should be a consideration for combat
support and mobility situations.

- Unit dimensions after unpacking: Knowing the "footprint” of the scaler can help
determine if it will fit a preexisting space or if it will help justify the need for a given
amount of countertop space.

- Minimum vertical space required for use: Some equipment items require "space to
breathe,” space beyond their actual vertical height.

- Waeight of unit: Weight is an important piece of information in the event the scaler
must be moved from operatory to operatory.

- Does the unit have non-skid feet on bottom? Skid resistance can be important,
especially if the unit is to be placed on the dental unit bracket table over the patient.

- Are there separate, variable power and water controls? Separation of these
controls is desirable to allow the operator to custom tailor the power/water ratio to help
control patient sensitivity.

- Length of handpiece cord: Scalers vary considerably in this area. Length can
dictate where the power generator unit can be stationed.




- Length of handpiece and scaler tip: The overall length of the working handpiece
can affect how the scaler fits (its feel) the operator's hand.

- Weight of the handpiece plus cord: Weight can affect the feel of the handpiece.

- Length of foot pedal cord: Cord length can be a factor in whether or not the scaler
power generator can be placed where it is needed in the dental operatory.

- Does the foot pedal have a non-skid bottom surface? This is a desirable feature,
affecting stability and smooth control of power to the handpiece.

- Electrical specifications: Power considerations are important in determining
whether or not the scaler is going to work with the power source available in your
clinic(stateside or overseas).

- Tip stall: Tip stall is an indicator of the scaler's efficiency in removing calculus. Four
ounces of side load should be the maximum operator force used in scaling procedures.

- Water flow: Water flow is an important factor in determining scaler tip cooling and,
therefore, patient comfort.

- Noise: The Air Force allows a decibel level of 100 for a cumulative exposure of 1/2
hour per day (the approximate amount of time the average dental handpiece is in
action during an 8 h work day) (18). Because such measurements for dental scalers
haven't been made, the 1/2 hour per day figure is used here.

Design Quality and Maintainability

As a second part of Phase 1, the scalers were evaluated by the Maintenance
Management Section, USAF School of Aerospace Medicine, Brooks Air Force Base, to
answer design quality and maintainability questions.

- Quality of materials and construction: Scalers should be constructed of materials
durable enough to withstand the rigors of everyday life (and use) in a dental clinic.

- Were maintenance instructions clear? instructions should be readily
understandable and easy to follow through a logical course of the scaler's use.

- Do maintenance requirements seem reasonable? Maintenance-free equipment is
the ideal; otherwise, low maintenance levels are desirable.

- Was repair and maintenance access reasonable? The importance of access
becomes obvious as the breakdown rate of a newly installed scaler seems to be
relatively high until the machine adjustment is complete and all fittings have a chance to
"settle in". Note, however, that this adjustment should not be as important if the unit is
correctly bench tested at the factory prior to shipment. Such testing is known as burn-ir..

The DIS evaluators collected data from these measurements and prepared a data
synopsis (Appendix A). Further data may be found in the tables which accompany
descriptions of each of the scalers in the Results section of this report.

Manufacturers were contacted for physical characteristics clarifications only when
evaluators could not obtain the required information through direct observation or




through product literature review. Following the objective measurements and after
testing each unit to ensure operability, DIS mailed the 14 scalers to the field for Part 2 of
the study: the users' evaluation.

PHASE 2: Clinical Evaluation

Phase 2 participants were health care groviders from dental clinics at three military
installations, Army, Navy, and Air Force. They were selected because of their varied
experience and training levels in an attempt to evaluate the scalers from different users'
viewpoints. The Air Force and Navy facilities each selected a periodontist, a dental
hygienist, and a dental technician to be clinical evaluators; the Army selected a perio-
dontist and five dental hygienists.

Users' Experience Levels

The periodontists' experience levels ranged from 4 to 19 years; the average was15
years. Two of the periodontists were certified by the National Board of Periodontists,
while the third was board eligible. The hygienists' range of experience was from 4 to 22
years, the average was 15.1 years. All were registered dental hygienists. Of the two
dental assistants who served as field evaluators, one had 3 years experience in the
dental field; the other had just completed technician's school. Both technicians had
received supervised, on-the-job training in addition to their military dental technician
training schools. Both were certified by their supervising periodontists as capable of
performing dental prophylaxis.

Manufacturers provided three units of each scaler model. Clinics therefore always
received new, unused scalers for evaluation. The scalers were mailed to the field in
random order, in groups of three to the Air Force and Navy bases, and in groups of six
to the Army post. No attempt was made to arrange any specific order of evaluation. The
users evaluated the 14 models of scalers for one week each, using them in their daily
routines, substituting the test scalers for their everyday units. They recorded their
impressions and comments on a field questionnaire entitled Scaler Evaluation Score
Sheet, provided by DIS evaluators (Appendix B).

Evaluators at DIS tabulated the subjective raw scores from the field for each scaler
based on the completed field questionnaires (Appendix C). They also recorded users'
comments for each scaler. No attempt was made to calibrate the field evaluators
beyond their similar levels of training and military service affiliations. Wherever two or
more users made similar comments those comments were included in the study results.

Statistical Analysis

Due to the number of evaluators and the variety of experience levels, as well as the
varied evaluation sites, no reliable, interobserver statistical analyses were possible.
instead, raw data scores of the field site users are provided. Those scores, along with
the descriptions of the individual scalers and the users' comments, provide a pool of
information on which the reader can base purchasing decisions.




PART Il
B. RESULTS

Ultrasonic Scalers - Magnetostrictive
Cranston Industries Inc., A/G 1050

The Cranston A/G 1050 is a magnetostrictive ultrasonic scaler which uses plug-in,
insert, sterilizable, scaler tips (clones of the Cavitron, Model 2002 and eatrlier, steriliz-
able, scaler inserts). These tips are not compatible with the newest, Model 3000 inserts
from Cavitron. The A/G 1050 is packaged with two sterilizable scaler inserts, a water
line with qt(xjick connect, and a handpiece rest which may be attached according to the
user's needs.

A/G 1050

UI.TI‘U\SONIC DENTAL SCALER

Figure 1. Cranston Industries A/G 1050.

TABLE 2. CRANSTON INDUSTRIES A/G 1050 - CHARACTERISTICS

Installation/Operating instructions..............cccoreeenievinneneceesenvennnas Yes
Troubleshooting iNStRUCHIONS.............cccceivieieerenesinrre e ereeeenas Yes
Size in box............ 10.25" X 13.4" X 19" ..ot 1.51 cu ft
Gross Weight (including packing materials)..............ccccccovverennne. 111b
Dimensions of POWEr GeNErator..............ceveeeerverrerervrrererceessassnns 3.7h X 8.5"'w X 10.3"d
Minimum vertical space required foruse..............cc.coevcenrrivencnnnn. 3.
Weight of pOWer generator...............cccvveeeieneerieenmticieescneesresesnennens 55b
Non-skid bottom surface on power generator................cocouveeeene Yes
Separate, variable power and water cOntrols..............cceceevveeneennen. Yes
Length of handpiece Cord............cc.cecerminienininnensceeenen 114"
Weight of handpiece, cord, and scaler tip...............ceeeeivrriincnnn 50z
Length of handpiece with P-10 or equivalent tip...............c......... 9.6"
Length of foot pedal cord............cc.oceevrvevrinrenee e ecve e 82"
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Non-skid bottom surface on foot pedal................ccccoevvverernvrennnen. Yes

Electrical specifications...............ccccouvveerieiineenrienicsennresrestnreeees 110,220 V; 50, 60 Hz

Tip stall: side load required.................ccocecereeiiirenenienersieeeieereesens >320z

Maximum audible noise at 3" from scaler tip.............cccevecveenene. 86.5 dB full power
(Background 37.4dB) 000 e 85.0 dB 1/2 power

Maximum audible noise at 12" from scaler tip.............ccoecevrinenne. 77.8 dB full power
(Background37.4dB) 0000 e 73.5 dB 1/2 power

Maximum water flow..............ooiieiiiicin e e 208 cc/min at 74 psi

Pacemaker caution required...............cccooeeeeverieencerercrrneseecrenees Yes

Quality of materials and construction of this unit are above average. Clarity of
maintenance instructions, reasonability of maintenance requirements, and internal
access for repair and maintenance were all above average.

Installation is fairly simple. The foot pedal, handpiece, and power cord arrive
permanently attached to the power generator. The water hose must be attached to
the back of the scaler control box. The water hose comes equipped with a universal
quick connect fitting.

The following advantages/disadvantages are based on user comments, and
technical evaluators' findings.

Advantages

Compatible with Cavitron inserts (Model 2002 and earlier).
Equipped with all parts necessary for installation.

Above average overall quality of construction.
Troubleshooting guide provided.

Disadvantages

Inserts inferior in quality to the Cavitron inserts.

Inserts too bulky.

Narrow handpiece does not fit standard dental unit handpiece holder.
Must be tuned after each insert change.

Recommendation

Overall this unit was well received by the clinical and in-house evaluators alike.
Although the quality of the inserts was poor, the fact that Cavitron inserts can be used
in this machine is a big plus. The Cranston A/G 1050 ultrasonic scaler is rated
"acceptable” for Department of Defense use.

Dentsply Cavitron 3000

The Dentsply Cavitron 3000 is, like Cavitron's previous models, a magnetrostric-
tive ultrasonic scaler. It differs from its predecessors in that the insert used for this
model is shorter. Previous inserts will not work in this model. The model 3000 oscil-
lates at 30,000 Hz, as opposed to the 25,000 Hz of previous Cavitron models. It
comes packaged with three sterilizable inserts (30K-EWPP, 30K-3, and 30K-10).

10




Figure 2. Dentsply International Cavitron 3000.

TABLE 3. DENTSPLY CAVITRON 3000 CHARACTERISTICS

InstallationvOperating instructions
Troubleshooting instructions
Size inbox............ 9" X 13" X 155"

.................................................

...............................................

Gross Weight (including packing materials)............cccccevvveeveruenenne.

Dimensions of power generator

....................................................

Minimum vertical space required for use..........c..cceeeecvreevvnrrennens

Weight of power generator

............................................................

Non-skid bottom surface on power generator..............ccccccoeeuennee
Separate, variable power and water controls............ccecvceeiueenen.

Length of handpiece cord

...................................................

Weight of handpiece, cord, and scaler tip..............ccoccovvvecvecnnnnns
Length of handpiece with P-10 or equivalent tip.................c..c......

Length of foot pedal cord...........
Non-skid bottom surface on foot pedal
Electrical specifications..............
Tip stall: side load required

..........................................

...................................................

Maximum audible noise at 3" from scaler tip.........cccceeeercvrecrveceenn.

(Background 37 dB)

Maximum audible noise at 12" from scaler tip............cccccecoreeeneee.

(Background 37 dB)

Maximum water flow..................

........................................................

...................................................
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Yes

No

1.05cuft

8.51b

4"h X 8.25"w X 8"d
4

475 b

Yes

Yes

80"

50z

8"

94"

Yes

110, 220 V; 50, 60 Hz
22 0z

73.5 dB full power
65.0 dB 1/2 power
64.5 dB full power
55.0 dB 1/2 power
91 cc/min at 74 psi
Yes

The quality of materials and construction of this scaler are above average. Clarity
of maintenance instructions, reasonability of maintenance requirements, and ease of
internal access for repair and maintenance are all above average.

Installation of this scaler is complicated by the absence of a universal water quick
connect. A new one must be located, or the connector from the previous scaler must
be removed and installed on the Cavitron 3000 so it can be plugged into the dental




The following advantages/disadvantages are based on user comments and
technical evaluators’ findings.

Advantages

- Low noise levels.
- Smaller handpiece than earlier Cavitron models; easy to handle.
- Plenty of power.

Disadvantages

- New Cavitron 3000 inserts not compatible with previous models' inserts.

- Delivered without universal, quick connect for water.

- Scaler handpiece (stack within the handpiece) produced significant heat
which users had difticulty controlling.

- Insert tips too bulky for optimal subgingival use.

Recommendation

Although the insert tips are very much like previous Cavitron models, their stack
fength (and therefore the insert Ien?th) is shorter. Old inserts may not be used on the
new Cavitron 3000. In spite of this tinding, the Cavitron 3000 remains a high-quality
instrument and was waell received by both clinical and in-house evaluators. It is there-
fore rated "recommended” for Department of Defense use.

Engler Engineering Corp. Sonus V

The Engler Sonus V is a magnetostrictive, ultrasonic scaler which uses a steril-
izablenose cone and screw-in sterilizable scaler tips. In this model the iron-nickel

Figure 3. Engler Engineering Corp., Sonus V.
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stack is a part of the handpiece, with only the tips normally changed during use. Such
an arrangement helps lower the cost of scaler tips, an infection control consideration.
The user may choose to buy extra stacks and nose cones, attach them to the tip, and
use the entire assembly much like the Cavitron-style insert. Such an arrangement
would, however, negate the cost savings of buying the tips alone. The Sonus V
comes with five scaler tips, a tip wrench, and removable handpiece with cord, one
nose cone, one stack, footswitch, and water supply hoses. Additional stacks and nose
cones are available.

TABLE 4. ENGLER SONUS V CHARACTERISTICS

Installation/Operating inStructions...........c..ccceverierininnncnnnicienncene Yes

Troubleshooting INStRUCHIONS..........cocieiriiiiii e Yes

Size in box............ 7.25" X12.2" X 13.25 ... 0.68 cu ft

Gross Weight (including packing materials)..............ccccccoeevienenne. 1091

Dimensions of power generator.............cccccovvveeneerecrreeienreeniseenees 3.4"h X 8.5"w X 10.5"d

Minimum vertical space required foruse..............cccocvvrvnecrrcreee 34

Weight of power generator.............co.eoeveevcniinnecinnennccseneenienns 631b

Non-skid bottom surface on power generator...............cccccceveeenenne Yes

Separate, variable power and water controls.................cc.cccoevunne Yes

Length of handpiece Cord.............cccounivininnnininnnneceoniennees 96.75"

Weight of handpiece, cord, and scaler tip.............cccoeceeecrncnencnne 5oz

Length of handpiece with P-10 or equivalent tip.............ccccceeeuerns 8.6"

Length of foot pedal Cord.........c.oovrverieeenenricccente e e 77"

Non-skid bottom surface on foot pedal..............ococeoriccivnciinnninnnne Yes

Electrical Specifications.............cccocceverereeincinnrninrcn e seesianns 110, 220 V; 50, 60 Hz

Tip stall: side load required............cccooeeeeverinreninnenerncresnneseneens > 320z

Maximum audible noise at 3" from scaler tip..............ccccceocerennennn 85 dB full power
(Background375dB) 0000 85 dB 1/2 power

Maximum audible noise at 12" from scaler tip............cccoveeevcnenne. 77 dB full power
(Background37dB) 00000 76 dB 1/2 power

Maximum Water fIOW............ccoocvveiivcrrrrccininrrciiesenesseessesrnesnee 160 cc/min at 74 psi

Pacemaker caution requIred............cccocceeecrecienenrereerescereseesenneene Yes

The quality of materials and construction of this scaler are far above average.
Clarity of maintenance instructions, reasonability of maintenance requirements, and
ease of internal access for repair and maintenance are all above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.
Advantages
- Sturdy unit and footswitch construction.

- Plenty of power. _
- User decides configuration of tip, i.e., screw-in tip, or insert.
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Disadvantages

- Screw-in tips more difficult to install and remove than Cavitron-style inserts.
Howsver, user may configure tip nose cone, and stack as a single insert unit.
- Tips generally difficult to manipulate subgingivally.

Recommendation

Overall, since in-house as well as clinical testing and evaluation results were
favorable, this scaler is rated above average. The Engler Engineering Corporation
Sonus V ultrasonic dental scaler is therefore rated “recommended” for Department of
Defense use.

Engler Engineering Corp. Ultrason 990

The Engler Ultrason 990 is a magnetostrictive, ultrasonic scaler which uses a
sterilizible nose cone and screw-in sterilizable scaler tips. In this model the
iron-nickel stack is a part of the handpiece, with only the tips normally changed during
use. Such an arrangement helﬁs lower the cost of scaler tips, an infection control
consideration. The user may choose to buy extra stacks and nose cones, attach them
to the tip, and use the entire assembly much like the Cavitron-style insert. Such an
arrangement would, however, negate the cost savings of buying the tips alone. The
Ultrason 990 comes with four scaler tips, a tip wrench, and removable handpiece with
cord, one nose cone, one stack, footswitch, and water supply hoses. Additional stacks
and nose cones are available.

"ultrasgg
CIE] WATERDOUU n POWER «J

Figure 4. Engler Engineering Corp., Ultrason 990.
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TABLES. ENGLER ULTRASON 990 CHARACTERISTICS

Installation/Operating instructions.............ccocevivincniinniinnnnens Yes

Troubleshooting INSIIUCHIONS.............cccovcecveineenciirecreee e Yes

Size in box............ 7.25" X12.2" X13.25" ... 0.68 cu ft

Gross Weight (including packing materials). ..........c..cccveieiennne 109 b

Dimensions of power generator.............ccccecovvvninnererenreesscreniens 3.25"h X 8.9"w X 7.25"d

Minimum vertical space required foruse..........c.ccc.ccoceeevvrvvreiennnn. 3.25"

Weight of power generator.............c..coeevvivenninnicnniinnnisnenienens 61l

Non-skid bottom surface on power generator..............cccceeevenueene Yes

Separate, variable power and water controls.................c.cccenn Yes

Length of handpiece COrd.............coiivvciviiivvmrrcininicicnines 93"

Length of handpiece with P-10 or equivalent tip.......................... 8.5"

Weight of handpiece, cord, and scaler tip.......c.cc.oocevveiiinnnnnnns 50z

Length of foot pedal Cord..........cccccvvinnininicnninn s 76"

Non-skid bottom surface on foot pedal..........ccocoeoierirevencceienaen. Yes

Electrical specifications...........c.occeeeieenienciiincnienccsenenenns 110, 220 V; 50, 60 Hz

Tip stall: side load required............cccooveevinniiiiinnicrencncen >320z

Maximum audible noise at 3" from scaler tip...........ccccoovenininnne, 84 dB full power
(Background38dB) 000 e 82 dB 1/2 power

Maximum audible noise at 12" from scaler tip.........cc.ccocerverenenn 79 dB full power
(Background37dB) 0000 76 dB 1/2 power

Maximum water flow............ccoiirmiieenereniiicnineereieresner e sses e 236 cc/min at 74 psi

Pacemaker caution required..............ccoeiveriierincensicccnneoninnnn Yes

The quality of materials and construction of this scaler are rated far above
average. Clarity of maintenance instructions, reasonability of maintenance require-
ments, and ease of internal access for repair and maintenance are all above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

- Sturdy unit and footswitch construction.

- Plenty of power.

- Screw-in tips are approximately 25% less expensive than insert style tips
($25 vs $35).

Disadvantages
- Screw-in tips are more difficult to instali and remove than Cavitron-style
inserts. However, user may configure tip nose cone, and stack as a single insert unit.
- Tips are generally difficult to manipulate subgingivally due to their large size.
Recommendation
Overall, in-house as well as field testing and evaluation results were favorable,
rating this scaler above average. The Engler Engineering Corporation Ultrason 990

ultrasonic dental scaler is therefore rated "recommended” for Department of Defense
use.
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Parkell Le Clean Machine, Model D 550

The Parkell Le Clean Machine is a magnetostrictive ultrasonic scaler which uses
plug-in, sterilizable scaler tips (Cavitron, Model 2002 and earlier style, sterilizable,
scaler inserts). The unit is not sugplied with inserts. They must be purchased sep-

arately. It comes with a foot switc

and cord, handpiece and cord, and water line with

quick-connect fitting. All cords and hoses are permanently attached.
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Figure 5. Parkell Le Clean Machine.
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TABLE 6. PARKELL LE CLEAN MACHINE CHARACTERISTICS

Installation/Operating instructions.............
Troubleshooting instructions.....................
Size inbox............ 7"X10.1" X 13.25"......

...................................

Gross Weight (including packing materials)..............ccc.ccecevnncne

Dimensions of power generator................
Minimum vertical space required for use..
Weight of power generator........................

....................................

Non-skid bottom surface on power generator...............cocecvrveneenn
Separate, variable power and water controls.............c.cceeveereeenne

Length of handpiece cord....................c....

...................................

Length of handpiece with P-10 or equivalent tip...........................

Weight of handpiece, cord, and scaler tip

Length of foot pedal cord............cc.cocnee
Non-skid bottom surface on foot pedal......
Electrical specifications...............cc.coeeeueee
Tip stall: side load required.......................

....................................

....................................

....................................

Maximum audible noise at 3" from scaler tip..........c.ccoocvervennns

(Background 38 dB)

Maximum audible noise at 12" from scaler tip.............c.cceoevenens

(Background 38 dB)

...................................

Yes

Yes

0.54 cu ft

6.7

3.25"h X 11.25'w X 5.75"d
3.25"

4.251b

Yes

Yes

73.25"

8.25"

402

70"

Yes

110, 220 V; 50, 60 Hz
> 3202

83 dB full power

81 dB 1/2 power

70.5 dB full power

69 dB 1/2 power




ﬁi

Maximum Water flOW..........cccoovueiiiiniiie et et 92 cc/min at 74 psi
Pacemaker caution required...............ccccoeeriiiivennvn e Yes

The quality of materials and construction of this scaler are above average, except
f for the foot pedal which received clinical comments of "flimsy,” "heavy pressure is

required for foot control,” and "foot pedal is too light to be stable.” Clarity of mainten-
d ance instructions and reasonability of maintenance requirements are average. Ease
of internal access for repair and maintenance is above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

Uses Cavitron, Model 2002 and earlier, sterilizable, scaler inserts.

Disadvantages

Scaler tips purchased separately.
Plastic foot pedal flimsy, too light to be stable.
Foot pedai cord too short for optimal use.
- Permanently attached cords difficult to "gather up” when moving scaler to
another treatment area.
- Tips excessively hot even with maximum water flow.

Recommendation

Overall, in-house as well as field testing and evaluation results were mixed; the
clinical investigators disagreed on the acceptability of this unit. Although the Parkell
Le Clean Machine, Model D 550, ultrasonic dental scaler is rated "acceptable” for

Department of Defense use, potential buyers should be aware of its shortcomings as
noted above.

Simplified Systems Sonatron S3M

Figure 6. Simplified Systems Sonatron S3M.
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The Simplified Systems Sonatron S3M is a magnetostrictive, ultrasonic scaler
which uses plug-in, sterilizable scaler tips or inserts. The connector hose hooks up to
one of the dental unit handpiece station hoses to obtain its water supply. The water
flow rate is therefore not controlied b{ the scaler unit but by the dental unit control
head. It uses Cavitron-style inserts from Model 2002 and earlier, three of which are
supplied with the unit. This scaler is controlled by the dental unit foot pedal.

TABLE 7. SIMPLIFIED SYSTEMS SONATRON S3M CHARACTERISTICS

Installation/Operating iNStrUCtIONS................ccoecuieeriveeeeceeeeeeeenereenns None

Troubleshooting instructions...............ccccecenereeieeeiiccreeicre e None

Size in box............ 5" X 124" X 165" 0.59 cu ft

Gross Weight (including packing materials)................ccccceevereenen. 5.251b

Dimensions of power generator..............ccccecceveernrnneennresneeennenns 29"h X 8.25"w X 7.5"d

Minimum vertical space required for use............ceccevvveevenreiernnnn. 29"

Weight of power generator...............ccocevueecevrrrncennneneceiecveenecn s 16b

Non-skid bottom surface on power generator.................c..coevee.... Yes

Separate, variable power and water controls...............ccococceenne... Uses dental unit water control

Length of handpiece Cord...............ceemmnmrienincneeseeee e 95"

Length of handpiece with P-10 or equivalent tip............................. 9"

Weight of handpiece, cord, and scaler tip........c..cccocevveveervennnen. 550z

Length of foot pedal cord...........cccovurvrrmrienneeeecceeene None

Non-skid bottom surface on foot pedal............ccceevvivenrieceirennn. No foot pedal

Electrical specifications...............cccevvvnencerurnninnnecceenenr e e 110, 220 V; 50, 60 Hz

Tip stall: side load required..............cccooerieenirencnreieeen e, 20 0z

Maximum audibie noise at 3" from scaler tip..............ccccoeevervrennn. 83 dB full power
(Background37dB) e, 745 dB 1/2 power

Maximum audible noise at 12" from scaler tip..............ccccocuveeeenenns 71.5 dB full power
(Background36dB) 000 63.5 dB 1/2 power

Maximum water fIOW..........cccceeverervrieeereeicieee st 90 cc/min at 74 psi (Adec

dental unit)
Pacemaker caution required..............ccccoceeerverererreeseeenecveesesnesnens Yes

The quality of materials and construction of this scaler are above average. No
instructions were received with the machine, nor did the manufacturer provide any
after several inquiries. Ease of internal access for repair and maintenance is above
average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

- Compatible with Cavitron-style scaler inserts (Model 2002 and earlier).

Disadvantages

- Noinstructions supplied with the unit.

- Provided Cavitron-style scaler insert tips low quality.

- Power generator must sit on bracket table because it attaches to one of the
handpiece hoses.
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- Large transformer requires much space to plug into wall receptacle. Cord then
drapes from wall socket across bracket table to power generator.

Recommendation

The Sonatron S3M never could be made to operate properly at one location,
although the field users who were able to make it operate, rated it above average
overall. It had neither operating nor troubleshooting instructions. It requires a dental
unit handpiece hose station for water supply and must be placed on the dental unit
bracket table where it is unstable due to its light weight. These factors, along with the
ease with which it can be pulled off the bracket table onto the patient, make this scaler
of questionable value in the overall estimation of DIS and clinical evaluators. The
Simplified Systems Sonatron S3M is therefore rated "not recommended” tor
Department of Defense use.

Simplified Systems Sonatron S3X

The Simplified Systems Sonatron S3X is a magnetostrictive ultrasonic scaler
which uses plug-in sterilizable scaler tips or inserts (clones of the Cavitron, Model
2002 and earlier style, sterilizable, scaler inserts). The unit is supplied with three
inserts. It comes with foot switch and cord, handpiece and cord, and water line with
quick-connect fitting. The power cord and water supply cord are permanently
attached to the power generator. The handpiece and foot pedal cords are remov-
able. The user attaches the handpiece holder (rest) to the power generator with
double-faced tape, positioning it according to clinical needs.

Figure 7. Simplified Systems Sonatron S3X.

TABLE 8. SIMPLIFIED SYSTEMS SONATRON S3X CHARACTERISTICS

Installation/Operating inStructions...........coceiieinnnnniinenn, Yes
Troubleshooting INSLIUCHIONS...........cccoevriviniiniic e No
Sizeinbox............ 5" X 12. 4" X 16.1 oo 0.58 cu ft
Gross Weight (including packing materials)................cccoeneuennc. 711
Dimensions of POWETr GeNErator...............ccucureeniescernnescsimninieennn: 2.9"h X8.9"w X 7.5"d
Minimum vertical space required fOr USe.............cccvvenencninnienenas 29
Waight of pOWEr generator...............coceeomeunmerersncsissssininenns 24
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Non-skid bottom surface on power generator..................cccoceeue... Yes

Separate, variable power and water controls.................cccccvueurnnne Yes

Length of handpiece cord..............ccocerrcineeecinnrinieee e 94 25"

Length of handpiece with P-10 or equivalent tip..................cccc...... 9.75"

Weight of handpiece, cord, and scaler tip..............cccceveeevervnenane 450z

Length of foot pedal Cord............cccoevmvreiiiinnicce e, 97"

Non-skid bottom surface on foot pedal...............ccoovvvicvcnnennncenn. Yes

Electrical Specifications............c..coooevveeeenennrinneenne st 110, 220 V; 50, 60 Hz

Tip stall: side load required.................ccceceeerienriiiecicie e >320z

Maximum audibie noise at 3" from scaler tip...........cc.cocccccecurnnnnne. 82 dB full power
(Background38dB) =000 e, 79 dB 1/2 power

Maximum audible noise at 12" from scaler tip.............ccccoeeeenne. 72 dB full power
(Background 375dB) = s 67 dB 1/2 power

Maximum water flowW............ccocoi i 140 cc/min at 74 psi

Pacemaker caution required...............cccecvieceeniiciiive e, Yes

The quality of materials and construction of this scaler are average. There were
no instructions initially supplied with the units received by DIS, but a call to the
manufacturer corrected this problem. Ease of internal access for repair and
maintenance is above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

- Works similarly to Cavitron 2002 - insert scaling tips interchangeable with
Cavitron scalers (Model 2002 and earlier).

Disadvantages

- Tips appeared to be inferior clones of Cavitron tips.
- Large power transformer monopolizes the wall plug space.

Reoommendation

Overall, since in-house as well as field testing and evaluation results were favor-
able, this scaler is rated just above average. The Simplified Systems Sonatron S3X

ultrasonic dental scaler is therefore rated "acceptable™ for Department of Defense use.

Ultrasonic Scalers - Piezoelectric
Health Science Products HSP Ultrasonic

The HSP Ultrasonic is a piezoelectric, ultrasonic scaler which uses screw-in,
sterilizable scaler tips. In this model a crystal system is the vibratory force behind the
scaler tip. it comes with four scaler tips, requiring the use of a wrench (provided) to
tighten and remove the tips. This unit arrived without instructions, but a cali to the
supplier corrected the problem. The scaler comes with handpiece cord and water
supply line permanently attached. The power and foot switch cords are detachable.
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Figure 8. Health Science Products HSP Ultrasonic Scaler.

TABLES. HEALTH SCIENCE PRODUCTS HSP ULTRASONIC CHARACTERISTICS

Installation/Operating inStructions............cccceooviiinieiiiiienc e, Yes

Troubleshooting INStUCHIONS..............cccceievei e No

Size inbox............ 6" X 9.25" X 131 e 0.42cuft

Gross Weight (including packing materials)................cccccoeveenene. 491b

Dimensions of pOWer generator...............ccoeevvviieiiieeeentvees e 2.6"h X9.8'w X 8.6"d

Minimum vertical space required foruse............cccccoeveveeeviecnnnnne 2.6"

Weight of power generator..............coceceveveenieiieniinee e e eveae 281

Non-skid bottom surface on power generator..............cc.cceeeeeen.... Yes

Separate, variable power and water controls.................cccceeevvee. Yes

Length of handpiece Cord..........ccoccovvmiiiiiniecni e 74.75"

Length of handpiece with P-10 or equivalent tip.......................... 6.25"

Weight of handpiece, cord, and scaler tip.................coeeeeeecennnen. 40z

Length of foot pedal cord............ccooieieiivciieee e e 96.75"

Non-skid bottom surface on footpedal................cooovveivceicenne. Yes

Electrical Specifications..............ccccoveeveieiiciiiiiceec e 110, 220 V; 50, 60 Hz

Tip stall: side load required................ccceeeiveriiieiicriiecee e >320z

Maximum audible noise at 3" from scalertip...............ccceeevvennne 51 dB full power
(Background38dB) 50 dB 1/2 power

Maximum audible noise at 12" from scaler tip.............ccccooeennee. 47 dB full power
(Background37dB) 43 dB 1/2 power

Maximum water flow..............ccccoooiieriineee e 208 cc/min at 74 psi

Pacemaker caution required................cccorriiiini e No

The quality of materials and construction of this scaler are average. Instructions
did not arrive with the machine, but were provided later upon request. The instruc-
tions ultimately provided were minimal (one page), without pictures or troubleshooting
information. Clarity of maintenance instructions is below average. Reasonability of
maintenance requirements was average. Ease of internal access for repair and
maintenance is average. Electrical schematics were not provided.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.
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Advantages

Very easy to install.

Economical screw-in tips.

Water flow not required to keep the handpiece cool.
Lightweight and easy to move from operatory to operatory.

Disadvantages

- Calculus removal described by some clinical evaluators as not as effective as
other units.
- Water control difficult to operate - no positive stops in either on or off positions.
- Screw-in tips require a wrench to install and remove.
- Tips too large for optimal subgingival calculus removal.

Recommendation

Clinical users were divided on their appraisals of this scaler. Navy and Air Force
users were quite pleased with it, but Army evaluators found it ranged from average to
unacceptable. Overall, through in-house as well as field testing and evaluation
results this scaler is rated just above average. The Heaith Science Products
Piezo electric HSP Ultrasonic dental scaler is therefore rated "acceptable” for
Department of Defense use.

Satelec SP-Quick

The Satelec SP-Quick is a piezoelectric, ultrasonic scaler which uses screw-in,
sterilizable scaler tips. In this model a crystal system is the vibratory force behind the
scaler tip. It comes with four scaler tips, requiring the use of a wrench (provided) to
tighten and remove the tips. The scaler comes with a power transformer pack that is
mounted on the electrical wall plug. The power cord is removable from the scaler unit.
This scaler attaches to one of the handpiece hoses of the dental unit for its water
supply and makes use of the dental unit foot pedal for on - off control. The handpiece
cord is permanently attached.

Figure 9. Satelec SP-Quick.
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TABLE 10. SATELEC SP-QUICK CHARACTERISTICS

Installation/Operating iNStruCtions..............coccevververeneceieneceece s Yes
Troubleshooting INStrUCKIONS..............cccocveeiciiinns vertreerecrceneeae Yes
Size in boxes............ 49" X 8" X115 . e 0.26 cu ft
35" X4.25" X 5.5 ..., 0.08 cu ft
Gross Weight (including packing materials)..........c.c.ccccccvcvernennne. 43 b
Dimensions of power generator............ccccoceeeeiereeeerecreeesseesaeennns 1.9"h X3.7°w X 7°d
Minimum vertical space required for use.............ccocecveeerccnerennes 1.9°
Weight of power generator..............ccccceveevecenciecrecneneieie e ceereennes 091ib
Non-skid bottom surface on power generator...............ccccoceeeennee.. Sticky-backed non-skid
feet provided in box.
Separate, variable power and water controls..............cccccccverurunnns Yes, uses dental unit power
control.
Length of handpiece Cord.............cocviiiiinirnr e e 97.5"
Length of handpiece with P-10 or equivalent tip............cccceueueece. 75"
Weight of handpiece, cord, and scaler tip............ccocovvvvincnnnnne. Soz
Length of foot pedal cord.............ccoormininriircecee e Uses dental unit foot pedal
Non-skid bottom surface on foot pedal..............ccooeeenvvcnnennnnenne N/A
Electrical specifications..............cceccverrerinieniniresis e 110/120 V, 50/60 Hz
Tip stall: side load required.............cccevueeinenirerenierr e >320z
Maximum audible noise at 3" from scaler tip...........cc.cocveenecnenns 67.5 dB full power
(Background 365dB) = e 72 dB 1/2 power
Maximum audible noise at 12" from scaler tip.......ccc.ccccevvvveveeeene. 58.5 dB full power
(Background35.5dB) 0 60.5dB 1/2 power
Maximum water flow.............ccc.ccivcenirimre s depends on dental unit
Pacemaker caution required...............ccoccercceneneeeceiinecivesesesessnenne No

The quality of materials and construction of this scaler are above average. The
instruction manual's table of contents listed Section 1 as a description section, but
there is no such section. Clarity of maintenance instructions is average. Reason-
ability of maintenance requirements and ease of internal access for repair and
maintenance are above average. No electrical schematics were provided.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

- Economical screw-in tips.
- Lightweight.

Disadvantages
- Screw-in tips require wrench to install/remove
- Tips too large for optimal subgingival calculus removal
- Large transformer monopolizes electrical outlet
Recommendation
Overall, through in-house as well as field testing and evaluation this scaler is rated
just above average. DIS evaluators had difficulty locating the company's USA office.

As of this writing, the companr, located in France, no longer sells this product directly.
The Satelec SP-Quick piezoeiectric ultrasonic dental scaler is rated "acceptabie” by
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DIS tor Department of Defense use, but buyers should check for adequate customer
support before purchasing.

Spartan USA, The Piezo-Electric
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Figure 10. Spartan USA The Piezo-Electric.

The Piezo-Electric by Spartan USA is, as its name implies, & piezoelectric, ultra-
sonic scaler . tuses screw-in, sterilizable scaler tips. Inthis model a crystal system is
the vibratory force pehind the scaler tip. itcomes with three scaler tips, requinng the
use of a wrench (provided) to tighten and remove the 1ips. The scaler comes with
handpiece cord power cord, and foot pedal cord permanent\y attached. The water
supply liné must be fitted to the scaler upon arrival. Once attached, it too is meant t0
be permanent\y attached. A universal, water quick-connect is provided for the con-
nection between the scaler and the dental unit.

TABLE 11. SPARTAN USA THE PIEZO-ELECTRIC CHARACTER\ST!CS

lnsta!lationlOperating UATUGHONS s Yes

Troubleshooting ASHUGHIONS. .m0 No

Size iNDOX......cee: 6.75" X 85" X 40.25" . eresennrsmmsserme e 0.34cuft
Gross Weight (including packing BIPTRIT1C) IR .
Dimensions of power QRBFAION...rrsssserss 28"n XWX 7.2°d
Minimum ventical space rEQUIred fOF USB...cvwwsssreeserses ot 2.8"
Weight of power QONEIALO s L 26b
Non-skid bottom surface on power GONBIANOT. . cossnssnessenssssss72 Yes
Separate, variable power and Water COMIOIS. ..ooosssssemmweerserter o™ Yes
Length of N aADIEC8 GO 73.25"

" Length of handpiece with P-10 or equivalent T SRS 6.75"
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Weight of handpiece, cord, and scalertip..........ccccocveerrrrrireneerenenn. 40z

Length of foot pedal cord...........c.ccoeemmiviiiiiiiecereeececeee s 76"

Non-skid bottom surface onfoot pedal...........c.ccccoevevviveeennennn. Yes

Electrical specifications..............ccccceurvueiienenesesrecnecnneeseeerveennenns 110, 220V; 50, 60 Hz

Tip stall: side load required............ccccccoervinivrnnennennccece e > 320z

Maximum audible noise at 3" from scalertip........ccoccevvvevrveveveneenen. 69 dB full power
(Background 37.5dB) 0 e 67 dB 1/2 power

Maximum audible noise at 12" from scaler tip...........cc.ccecuevvecennn 60 dB full power
(Background 37dB) 00 e 58.5 dB 1/2 power

Maximum water flow. ...........cc..coomrvieeeiireeceecee e 128 cc/min at 74 psi

Pacemaker caution required............cc..c.ocevvecereeeveireecnresceecreeveenns No

The quality of materials and construction of this scaler are average. Clarity of
maintenance instructions is above average. Reasonability of maintenance
requirements is average. Ease of internal access for repair and maintenance is
above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

- Economical screw-in tips.
- Lightweight.

Disadvantages

Calculus removal not as effective as other units.
Screw-in tips require wrench to install/remove.
Tips not ideal for subgingival caiculus removal.
- Permanently attached cords difficult to "gather up" to move to other treatment
areas.

Recomme ndation

Overall, through in-house as well as field testing and evaluation, this scaler is
rated just above average. The Piezo-Electric by Spartan USA ultrasonic dental scaler
is therefore rated "acceptable” for Department of Defense use.

Young Dental Manufacturing Ultra-Scaler 3100

The Young Dental Mfg. Ultra-Scaler 3100 is a piezoelectric, ultrasonic scaler
which uses screw-in, stenlizable scaler tips. In this model a crystal system is the
vibratory force behind the scaler tip. It comes with three scaler tips, requiring the use
of a wrench (provided) to tighten and remove the tips. The scaler comes with foot
switch cord, power cord, handpiece cord, and water supply line, all permanently
attached. The water supply line has a universal, quick connect fitting. The foot switch
is two-stage. When it is partially depressed, it turns the scaler on with water lavage;
when the switch is fully depressed, there is water lavage only.
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Figure 11. Young Dental Manufacturing Ultra-Scaler 3100.

TABLE 12.  YOUNG DENTAL MFG. ULTRA-SCALER 3100 CHARACTERISTICS

Installation/Operating instructions..............ccoccevieeencnieninneennneens Yes

Troubleshooting INStrUCtioNs.............cccocrievnrecnninrenenre e No

Size in box............ 6.8" X9." X 12.6"....ciiiirreereeeceenesesaenseneanee 044cutt

Gross Weight (including packing materials)............cccocvinincnennen. 591

Dimensions of power generator...............ccceievireennencesniicneensennens 2.8"h X9.3"w X 7.5"d

Minimum vertical space required for use..............cccecevieviirninenenncne 28"

Weight of pPOWEr generator.............cccoceveereienimnemnieesieninvenseesseenes 29 b

Non-skid bottom surface on power generator................ccoccvvennune Yes

Separate, variable power and water COntrols................cevecviernnene Yes

Length of handpiece COrd............c..ccouurrrrreeimrrnircesceectere e eecnenns 73"

Length of handpiece with P-10 or equivalent tip...............cecceeveens 6.75"

Weight of handpiece, cord, and scaler tip..............ccccovvenvniinnncne 40z

Length of foot pedal cord..............cccceveririieiircnieciene e 95"

Non-skid bottom surface on foot pedal..............cccovvvnncininenne. Yes

Electrical SpPacHfiCationS............co.creerveereciercsnesnnesneeesesessearnssseseee 110,220 V; 50, 60 Hz

Tip stall: side foad required.............ccoevcerecienrncernerseenteeerie s >320z

Maximum audible noise at 3" from scaler tip.........c.coceveeeiiiininns. 69.5 dB full power
(Background37dB) 00 e 65 dB 1/2 power

Maximum audible noise at 12" from scaler tip...........ccoeeeivrennnne. 57 dB full power
(Background375dB) 0000 e 55.5 dB 1/2 power

MaXImUIm WaLEE TIOW.......c....oceeervnienirerreceecverirecsessnessessinesssesseane 186 cc/min at 74 psi

Pacemaker caution required............cccocueceeeinineerieneneninensecsenenes No

The quality of materials and construction of this scaler is above average. Clarity of
written maintenance instructions and reasonability of maintenance requirements is
average. Ease of internal access for repair and maintenance is far above average.

No electrical schematics were provided. However, pictures of available tips and a
VHS instructicn and demonstration tape are outstanding additions to the scaler
package.

26




The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

Video tape instructions provided.

Economical screw-in tips.

Water flow not required to keep the handpiece cool.
Rinsing cycle on two-stage foot pedal.

Disadvantages

- Two-stage foot pedal difficult for some people to control.
- Screw-in tips require wrench to install/remove.
- Tips too large for optimal subgingival calculus removal.

Recommendation

Clinical evaluators were split in their opinions of this unit. While some specifically
remarked that they liked the foot pedal's operation (a bi-level pedal that operates the
scaler and water when pressed partially to the floor, and operates only the water
when pressead all the way to the floor), others were uncomfortable with it. Overall,
through in-house as well as field testing and evaluation, this scaler is rated above
average. The VHS videotaped instructions were quite well received by clinical eval-
uators. One of the scalers developed an electrical short in its "on" indicator light,
making it difficult for users to tell if the unit was on or off. That problem is considered
minor; therefore, the Young Dental Manufacturing Ultra-Scaler 3100 is rated
"acceptable” for Department of Defense use.

Young Dental Manufacturing Ultra-Scaler 3200

HANOPIECE

Figure 12. Young Dental Manufacturing Ultra-Scaler 3200.
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TABLE 13. YOUNG DENTAL MFG. ULTRA-SCALER 3200 CHARACTERISTICS

Installation/Operating inStructions..............cccccoevvnriivnnnnnenrecvenenn, Yes (VHS Videotape)

Troubleshooting iNStIUCHONS............ccocevcriiiinrernreccee e No

Size in box............ 6.5" X 8.5" X 10.3 ...t 0.33 cu ft

Gross Weight (including packing materials)...............cccoeevvevmenennene 57 b

Dimensions of power generator............cccccceeceecercevrvenesinseisreereennenns 2.8"h X9.3"w X 7.5"d

Minimum vertical space required foruse..........cc.occvveevcveereecnnen. 28"

Weight of pOwer generator................ccveeevrieennnrininenresesersseeennen. 29 b

Non-skid bottom surface on power generator.............c.cccceerveennn. Yes

Separate, variable power and water controls...............cccccocuenee... Yes

Length of handpiece COrd...........c.oovvvvvvenviecrenrnircsses s e 77"

Length of handpiece with P-10 or equivalent tip..........c.cc.cccvvnenne.. 6.75"

Weight of handpiece, cord, and scaler tip.........cc..cccocvvviceceinnnn. 6 0z

Length of foot pedal Cord.............cceeererinnenccciieceece e, 95"

Non-skid bottom surface on foot pedal...........cccccoecmriveiiiercnninneen. Yes

Electrical specifications...........cccvvvereeeniicienceenrrneee e 110, 220 V; 50, 60 Hz

Tip stall: side load required............c.cceeeenvienirecnniniienveerieeeesree e, 18 oz

Maximum audible noise at 3" from scaler tip.............ccecceeeeeeennennes 63.5 dB8 full power
(Background38dB) 0 e, 59.5 dB 1/2 power

Maximum audible noise at 12" from scaler tip..........cccoeeveeevvreenes 44 dB full power
(Background38dB) 0 e 41 dB 1/2 power

Maximum Water fIOW...........c.ccevvceerieereecirrrrr et ere e s 190 cc/min at 74 psi

Pacemaker caution required.............ccccceceveveeenrnevecreeeessnsceneenneans No

The Young Dental Mfg. Ultra-Scaler 3200 is a piezoelectric, uitrasonic scaler
which uses screw-in, stenlizable scaler tips. In this model a crystal system is the
vibratory force behind the scaler tip. It comes with three scaler tips, requiring the use
of a wrench (provided) to tighten and remove the tips. The scaler comes with foot
switch cord, power cord, and water supply line permanently attached. The water
supply line has a standard, quick-connect fitting. The handpiece cord is detachable
for increased ease of disinfection. The foot switch is two-stage. When it is partially
depressed, it turns the scaler on with water lavage; when the switch is fully depressed,
there is water lavage only.

The quality of materials and construction of this scaler are rated above average.
There were no written instructions with the unit. However, a VHS-format VCR
instruction/demonstration tape is an outstanding addition to the scaler package. Ease
of internal access for repair and maintenance is far above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings. :

Advantages

Video tape instructions provided.

Economical screw-in tips.

Water flow not required to keep handpiece stack cool.
Two-stage foot pedal includes rinsing cycle.
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Disadvantages

- Two-stage foot pedal difficult for some people to control.
- Screw-in tips require wrench to install/remove.
- Tips too large for optimal subgingival calculus removal.

Recommendation

Overall, through in-house as well as field testing and evaluation, this scaler is
rated just above average. One of the scalers provided for the field testing developed
mechanical difficulties making it unusable. The others, however, functioned well. The
Young Dental Manufacturing Ultra-Scaler 3200 is therefore rated "acceptable” for
Department of Defense use.

Sonic Scalers
Den-Tal-Ez Star Titan-S

The Star Dental Titan-S is a sonic scaler which uses screw-in, sterilizable scaler
tips. An air-driven turbine provides the vibratory force behind the scaler tip. It comes
with three scaler tips, requiring the use of a wrench (provided) to remove the tips. The
manufacturer stresses that tips are not to be tightened with the wrench -- only
removed. The scaler model evaluated in this study comes as a handpiece and
simulator gauge (used to set dental unit air pressure at the handpiece station), and
has a spare rotor kit. A new model currently available comes equipped with a 360
degree handpiece hose swivel, but without the air pressure gauge. The Titan-S
scaler depends on a dental unit handpiece station for its drive air and spray coolant. It
is switched on and off by the dental unit foot control.

Figure 13. Den-Tal-Ez Star Titan-S.
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TABLE 14. DEN-TAL-EZ STAR TITAN-S CHARACTERISTICS

Installation/Operating instructions............cccoceuivrevienniseecnnenene, Yes

Troubleshooting INStructions..............cccccccennerniiineceseere e, Yes

Size in box............ 2.3" X 5.3 X 7.3 e 0.05 cu ft

Gross Weight (including packing materials)..............c.cccocueunene.. 1lb

Dimensions of power generator..............ccceccevvuirenenunreeesesnsnesens N/A, Handpiece only

Minimum vertical space required for use...............cccccevecrevernennnnas N/A

Weight of power generator...............cccvcveeevenvenierinecieneeresrcsnnnenn, N/A

Non-skid bottom surface on power generator..................coouuueee. N/A

Separate, variable power and water controls................cccceeerneenee. No, varies with dent. unit.

Length of handpiece Cord.............c.coerecimriererniieenecrerrece e Varies with dental unit.

Length of handpiece with P-10 or equivalent tip.............c..cc........ 6.75"

Weight of handpiece, cord, and scaler tip..........c.ccoceervevevrnenen. 30z

Length of foot pedal Cord.........ccconinvniviciircres e Varies with dental unit.

Non-skid bottom suiface on foot pedal...............ccccvvmvevrvevcenrrennnn. N/A

Electrical specifications...............ccovcevereieineniienienneeeeereie e N/A

Tip stall: side load required..............ccccoceverieeniininrcccrecee e >320z

Maximum audible noise at 3" from scaler tip............cccceveevvennenne, 82 dB full power
(Background37dB) 00 e 82 dB 1/2 power

Maximum audible noise at 12" from scaler tip............cccovvervenenee. 78.5 dB full power
(Background 355dB) 000 e 71.5dB 1/2 power

Maximum water flow...........coccoveririininectenre e Varies with dental unit.

Pacemaker caution required................cccecvreinrnininnenreniesneneeieens No

The quality of materials and construction of this scaler are far above average.
Clarity of maintenance instructions is above average. Reasonability of maintenance
requirements is average, and ease of internal access for repair and maintenance is
far above average.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages
- Convenient to have a scaler "at the ready” like a dental handpiece.
- Economical screw-in tips.
- Tips good for subgingival use (but not offset for posterior use).
- Uses dental unit foot pedal for on-off control.
- Decreased patient discomfort.
Disadvantages

- Depends on the availability of handpiece station at the dental unit.
- May take repeated action to remove heavy calculus.

Recommendation
Overall, through in-house as well as field testing and evaluation, this scaler is

rated above average. The Star Dental Titan-S is therefore rated "recommended” for
Department of Defense use.
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Kavo America SONICflex 2000

The Kavo America SONICflex 2000 is a sonic scaler which uses screw-in, steriliz-
able scaler tips. An air-driven turbine provides the vibratory force behind the scaler
tip. it comes with three scaler tips, requiring the use of a wrench (provided) to remove
the tips. The manufacturer stresses that tips are not to be tightened with the wrench --
only loosened. The scaler comes as a handpiece, multiflex coupling (360° swivel),
and is packaged with a can of lubricant. This scaler depends on a dental unit
handpiece station for its drive air and spray coolant. It is switched on and off by the
dental unit foot control.

Figure 14. Kavo America SONICflex 2000.

TABLE 15. KAVO AMERICA SONICFLEX 2000 CHARACTERISTICS

Installation/Operating inStruCtions...............cccecvvvvecereeneereeneceennnne. Yes
Troubleshooting INStrUCHIONS...........ccccveerienieiieecr e Yes
Size in box............ 6.5" X 9" X8 ...t 0.27cutt
Gross Weight (including packing materials)................cccoevvveennenee. 38 b
Dimensions of power generator............cc.ccevevevevecreiereveeserseernnnas N/A, Handpiece only
Minimum vertical space required foruse...............cccooeverervviervnnnnne N/A
Waeight of power generator...............cccoveveverneerernneenvecerseereaneenns N/A
Non-skid bottom surface on power generator.............c.cccccceeereunen. N/A
Separate, variable power and water controls................cccoeevevneen. No, Varies with dent. unit.
Length of handpiece COrd................ccccouvverenennerneesecneniesneseenieeiens Varies with dental unit.
Length of handpiece with P-10 or equivalent tip.............c..coceevenne. 6.75"
Weight of handpiece, cord, and scaler tip.............cc.ccccerveecrnnnnene 60z
Length of foot pedal COM.............ccueiiiieeceicecneccinciirrceaene Varies with dental unit.
Non-skid bottom surface on foot pedal..............cccccovrvnniniinnnnne N/A
Electrical SpecHiCations...............coviecvriineniereerereeesesessesessaeneens N/A
Tip stall: side load required...............cccouemuicrcenrrcenieriesiseinrennnns > 3202
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Maximum audible noise at 3" from scaler tip...........cc.ccccovervireunnnne. 90 dB fult power
(Background36dB) e 92 dB 1/2 power
Maximum audible noise at 12" from scaler tip.............cococcereennen. 82 dB full power
(Background36dB) 000 e 82 dB 1/2 power
Maximum water fIow.............cc.ooviiirrniine e Varies with dental unit.
Pacemaker caution required.................occeeceerrieneicinencenenecenee s No

The quality of materials and construction of this scaler are above average. Clarity
of maintenance instructions is above average. Reasonability of maintenance
requirements and ease of internal access for repair and maintenance is far above
average. The manufacturer stresses the need for proper adjustment of the dental
unit's water and air pressures before using the scaler. A 4-way gauge is available
(Part #411 8731/$146.25) for these adjustments. The manufacturer has offered to

provide the gauges on a temporary loan basis to purchasers from government
agencies.

The following advantages/disadvantages are based on user comments and
technical evaluators' findings.

Advantages

Convenient to have a scaler "at the ready” like a dental handpiece.
Economical screw-in tips.

Tips good for subgingival use (but not offset for posterior use).
Uses dental unit foot pedal for on-off control.

Disadvantages

- Depends on the availability of a handpiece station at the dental unit.
- Requires careful adjustment of dental unit water and air pressures.

Recommendation

Overall, through in-house as well as field testing and evaluation, this scaler is
rated between above average and far above average. The Kavo America SONICflex
2000 is therefore rated "recommended" for Department of Defense use.

PART Ill
CONCLUSIONS

Scaler Market is a Crowded Market

There have been numerous scalers and scaler manufacturers since the Cavitron
Corporation first introduced the ultrasonic scaler in 1952. Some of them seem to
quickly come and go in today's fast-moving dental market. When we began the
literature search for this study in March 1987, there were at least 31 scalers being
marketed by 19 or more companies, and although only 14 were submitted by their
manufacturers for evaluation, we feel we had the opportunity to test a good sampling
of the various types.

32




Truthin Advertising

Generally the scalers performed as their manufacturers promised. There seem to
be few advertising misstatements. The ultrasonic scalers, when viewed under a
stereo microscope, do indeed produce a cavitation effect. It can be seen in the
formation of bubbles. Whether or not this bubbling action is, in fact, an advantage in
scaling teeth remains to be proven and should be the object of further study.

The piezoelectric ultrasonic scalers provide an environment that is virtually free of
electromagnetic interference. This feature makes them safe for use on patients
wearing cardiac pacemakers. These scalers have screw-in tips rather than slide-in
inserts. Some evaluators liked the screw-in style; others preferred the Cavitron-style
inserts. Each has its own advantages and disadvantages.

The sonic scalers are much improved, according to users who have had previous
experience with them. Although they seem to provide slightly decreased calculus
removal capability as compared to the ultrasonics, they enjoy the advantage of being
considerably less expensive and lighter than other power scalers...and more
convenient to use. A possible disadvantage of this style of scaler is its dependence
on a properly adjusted dental unit for water and power. If all your handpiece stations
are occupied by handpieces, you'll need to decide which is most needed--the
handpiece or the scaler.

Mechanical Difficulties

Several of the scalers developed mechanical difficulties during use. Buyers
should consider this when making purchasing decisions. Although those breakdowns
were generally minor, they were, nonetheless, a source of irritation for the field
evaluators. The breakdowns may or may not indicate those scalers' reliabilities. As
mentioned before, we did not attempt to measure longevity in this study.

Several of the scalers arrived either without installation and operating instructions,
or with only minimal instructions. This can be a problem, especially if the unit doesn't
work the first time it's plugged in. In our estimation, installation, operating, and
espﬁcially troubleshooting instructions are a very important part of the power scaler
package.

Scaler Use On Patients Wearing Cardiac Pacemzakers

As discussed previously, the potential for interference with cardiac pacemakers
exists when using magnetostrictive ultrasonic scalers. While the likelihood of a
problem is very low, it still exists. Therefore, itis recommended that magnetostrictive
ultrasonic scalers not be used on pacemaker wearers. One alternative is to use a
piezoelectric ultrasonic, or a sonic scaler on that infrequent pacemaker wearer. Of
course, hand scaling in such cases is another alternative.

Recommendations Explained

As discussed in the methods and materials section, we rated the scalers "Recom-
mended,” meaning the scaler functioned very well in all critical asgects; "Acceptable,”
meaning the unit was average, neither highly touted nor found to be unacceptable by
evaluators ; "Not recommended,” that is, rated below average overall but not a safety
hazard to use; and "Unacceptable,” meaning the unit was a safety hazard or of such
low quality as to be of no value to military facilities. The recommendations for each of
the units are listed as the last comment of each scalers' description found in Part 1I-B.
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Overall Findings

Overall, only the Simplified Systems Sonatron S3M is rated "not recommended”
for Department of Defense (DOD) use. That model arrived without any instructions,
and the manufacturer did not provide instructions when contacted. In addition, at one
field test site the scaler could not be made to work at all. The S3M should not be
confused with another unit made by this company, the Sonatron S3X. The S3X is
rated "acceptable™ for DOD use.

None of the models tested was rated "unacceptable.”

All other power scalers covered by this report generally did what their manu-

facturers claimed they would do and are either rated "acceptable” or "recommended”
for DOD use.
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SCALER EVALUATION SCORE SHEET

The following items should be rated according to the scale of 1 to 5 as shown below. Fill out this
evaluation immediately after completing the week's user test on each unit and return it in the
preaddressed envelopes. This will allow for statistical manipulation of the results into meaningful
data. Comments are encouraged after each line item.

RATING SCALE:
Unit evaluated/date
1 - Outstanding
2 - Superior
3 - Average Facility where evaluation occurred
4 - Inferior

Name of evaluator
A. DESIGN AND QUALITY OF CONSTRUCTION
(Rating)
Complete and clear operating instructions.
Complete and clear user maintenance instructions.
Ease of required user maintenance.
Little user maintenance required.
Foot control ease of operation.
Ease of power adjustments.
Ease of adjustment and control of water spray.
Ease of tuning.
Low noise level during use.
10. Low weight and easy to move to different locations.
11. Easy to wipe the outside of the unit.
B. HOSE AND HANDPIECE
(Rating)

WO AWM~

uAERRERRRNY

12. Easy to clean and disinfect the handpiece.

13. Easy to clean and disinfect hose.

14. Handpiece hoses are easy to use (long, flexible, etc.)
15. Handpiece holders adequate and conveniently placed.
16. Ease of disconnecting handpiece hose to unit.

C TIPS

(Rating)

1]

17. Does it remove calculus well during use?

18. Are tips available to do the job?

19. Are tips easy to sterilize?

20. Is pattern of water spray adequate?

21. Are tips changed quickly and easily?

22. Did tips perform well even with repeated heat sterilization?
D. OVERALL EFFECTIVENESS

(Rating) )

RRRNN

. Does not craze, score, or wear away enamel and/or cementum during use.
24. Does not cause unusual soft tissue trauma or irritation during use.

25. Does not cause tooth sensitivity during use.

26. Does not cause tooth sensitivity following use.

27. How well did the unit operate?

28. Were you pleased with the unit?

E ADDITIONAL COMMENTS:

[T
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SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NomEn oF Points of Evaluation __laverace
fscaLer SEEN | Design and Quality A. Hose & B. C. Overall D- SCOR
NAME of Construction Handplece Tips Effectivensss
Raters 1 2 3 4 5 6 7 8 9 10111213 14 15 16|17 18 19 20 21 22|23 24 25 26 2728
Yu Us Al Force
0L1Poriodomm30221112213211123U2412112211221.e
UTzHyaionin 320t 1 1t 1 1t 4 1 1 3 1 Tt 1ttt 111 3 12 2 2 2 1 1]
NR:!Tochniclln30222222222222222U2222122223222.0
GA uUs Army
S |4 Periodontist DID NOT EVALUATE
P C |5 Hygienist 11118 U0UUUULT 1|1 U 1 1 u “;"a."‘w“‘“m'”g,"ﬂ“ﬁ“—]"
| A |e Hygienist o5}2 2 2 2 2 2 2 2 2 2 2|2 2 2 2 2|2 2 2 2 2|2 2 2 2 2 2|20
;lE- 7 Hygienist
OR 8 Hygienist DID NOT EVALUATE
8 Hygienist 3 3 3 3 VUV UVUVUYU I IIWB I I I A3IVUYU 3 VUULU
3 | us Navy
110P.viodomimi162221324211111111223431
O J11 Hygienist {170 3 U 3 2 4 4 4 4 2 2 212 U 2 3 U[3 4 3 3 3 3
012Tochniciln2233 3 6 3 3 3 2 3 3)3 2 3 3|3 3 2 5 5 4|3 3 3 3 4 4]25
TOTAL PATIENTS 152 U = Not reported from the clinical test alte. rRME:1.3-2.5 l AVERAGE: 2.1
SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
wmBEn oF Points of Evaluation Laverace
fscaLer SEEN | Design and Quality Hose & B. C. Overanl D- \SCORE
NAME of Construction Tips Effectiveness
Handplece
Raters 1 2 3 4 6 6 7 8 9 10111213 14 15 16|17 18 19 20 21 22|23 24 25 26 2728
Y u US Alr Forcd
L!Poriodon!i8130!12112112211112U2211111121111.2
8T2Hygioniﬂ 32|2 2 2 2 2 2 2 2 3 2 2|2 2 2 33|3 3 3 3 3 2|3 3 3 3 3 3}|s
NRaTochnichn 29|2 2 2 2 2 3 3 3 2 2 2|2 2 2 2 2|3 2 2 3 2 2|2 2 3 3 3 4|24
GA [T U8 army
S | 4 Periodontist NOT EVALUATED DUE TO MECHANICAL DIFFICULTIES
P C |5 wygienist NOT EVALUATED DUE TO MECHANICAL DIFFICULTIES
{ t 6 Hygienist NOT EVALUATED DUE TO MECHANICAL DIFFICULTIES
§E 7 Hygienist NOT EVALUATED DUE TO MECHANICAL DIFFICULTIES
OR 8 Hygienist NOT EVALUATED DUE TO MECHANICAL DIFFICULTIES
9 Hygienist NOT EVALUATED DUE TO MECHANICAL DIFFICULTIES
3 US Navy
2 {10 Periodontisf14] 2 2 3 2 4 4 4 3 1 1 2|2 2 2 223 3 2 33 2|22 4 33 3
0 |11 Hygienist |10} 2 3 3 2 3 33 3 33 3|3 3 3 33|33 333 3/333 33 3fs0
O |12 Technician {27[ 3 3 3 3 4 3 3 3 3 3 2|2 2 32 3 3[4 3 3 3 3 3|3 3 3 3 4 4[24
TOTAL PATIENTS 142 U = Not reporied from the clinical test she. ] ranGE:1.2.3.4 | AVERAGE: 2.5
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SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NUMSER OF Points of Evaluation [averace
PATIENTS
SCALER SeEN | Design and Ouality A. Hose & B. C. overann D. 8CoR
NAME of Construction Handplece Tips Etfectivensss
Raters 1 2 3 4 5§ 6 7 8 9 101111213 14 15 18}17 18 19 20 21 22)23 24 25 28 2728
s US Ailr Force
i S 1 Periodontist 201 2 2 3 3 2 342 2 1 2 3|2 2 2 2 3 2}2 3 3 324
Mo 2 Hygienist 32{3 3 3 3 3 3 32 312 2 2 3 3{3 5 3 3 3 3({3 3 3 3 3 3]}29
P N |3 Technician 3012 2 2 2 2 2 2 2 2 3 212 2 2 2 2)3 3 2 2 2 2}2 2 3 3 2 22
L A US Army
1 T 4 Periodontist 03] 2 1 1 1 3 3 3 3 3 1+ 1|1 1+ 1 1 3|2 4 1 3 2 2|3 3 4 4 2 2123
F Ris Hygienist g4l 1 1 1 1 1 1 1 1 11 Tt Uttt 1ttt 1o
) o 8 Hypgienist 052 2 2 2 2 2 2 2 3 3 32 2 2 2 2)3 3 2 2 2 22 2 2 2 2 2|22
E N 7 Hygienist 25012 2 2 2 2 3 3 3 3 2 213 3 3 3 3|3 3 2 3 2 2|3 3 2 3 3 3]s
D S 8 Hygienist 06§03 3 3 3 3 3 3 3 3 4 33 3 4 3 3|3 3 33 3 3|3 3 3 3 3 31
s 3 9 Hygienist NOT EVALUATED DUE TO SIZE OF POWER PACK. WOULD NOT FIT MINIMUM ACCESS WALL RECEPTACLE.
Y X US Navy
As 10 Periodontisty12] 1 1+ 2 2 2 1+ 3 2 4 + 1|1 v+ 1+ 2 111 1 1 3 1 211 2 1 1 2 2]hse
11 Hygienist 3013 3 3 3 3 3 3 3 3 3 3|3 3 33 3|3 33 3 3 3|3 3 3 33 3J0
12 Technician 212 2 v+ 1+t ¢+ 1 1t 2 2 1|1 11 v VY2 1111 112 211 2 2ph3
TOTAL PATIENTS 187 U = Not reported from the clinicai test site. rRMGELo-sJ I AVERAGE: 2.2
SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NUMBER oF Points of Evaluation laverace
jscaLen SEEN | Design and Quality A. |ioee a B. C. overat D- SCOR#
NAME of Construction Handpiece Tips Eftectivensss
Raters 1 2 3 4 5 6 7 8 9 10 111213 14 15 16|17 18 19 20 21 22|23 24 256 26 2728
H US Air Force
P 1 Periodontist 13012 2 1 1 1 1 1 1 1 2 9]+ t 1 2 Uj1 2 1 1 1 1|1 1 1 v 1 12
'ER 2 Hygienist 35 U U 2 2 2 2 2 2 3 2 2|2 22 2 2}2 2 2 2 3 2|2 3 3 3 2 2]
L Ol 3 Technician 30)]2 2 2 2 2 2 2 2 2 3 2|2 2 2 2 U|2 2 2 2 2 2|3 2 2 2 2 2}
D
T Us Army
H U| 4 Periodontist NOT EVALUATED
Cc 5 Hygienist 15841 1 3 3 3 2 2 2 4 3 111 U1 2 274 4 3 3 4 5]13 5 5 3 5 5]29
S ; 8 Hygienist NOT EVALUATED
C 7 Hygienist 063 3 3 3 3 3 3 3 3 2 33 3 3 3 3|3 3 3 3 4 313 4 3 3 3 3}]30
| 8 Hygienist 05]3 3 4 4 3 3 3 3 4 3 3 ]2 3 3 3|6 5§ 3 3 5 43 5 3 3 5 5|36
E P
N ] | 9 Hygienist 09]3 3 3 2 3 3 3 3 2 2 2912 U3 3 3|45 3 3 3 5|3 56 5 3 5 5]33
C E US Navy
E Z 10 Periodontist[16] 2 2 2 2 3 4 2 3 1 1 v({2 2 2 2 2|4 3 2 2 3 3({2 2 2 2 3 31223
o 11 Hygienist 1213 4 3 3 2 ¢+ 1+t 3 3 3|3 3 3 3 3}1 2 2t 3 313 3 3 3 1 t]24
12 Technician |24 3 3 3 3 3 3 3 3 3 3 3|3 3 2 3 3|2 3 3 2 3 3|2 2 3 3 2 2|28
TOTAL PATIENTS 168.5 U = Not reported from the eclinical test site | ANGE1.2-3.6 | AVERAGE: 2.8




TRISERVICE SCALER STUDY

SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION

nuueen or Points of Evaluation [averace
fscaLenr sEEn | Design and Quality Hoee & B. C. overatt D. 8COR
NAME of Construction Handplece Tips Ettectiveness
Raters 1 2 3 4 5 6 7 8 9 10111213 14 1516[17 10 19 20 21 22|23 24 25 26 2728
US Alr Force
1 Pericdontist [0'] 2 3 2 2 U U 5 5 UU 2fs 6 5 5§ §|U UU U UU|[S5 S 5 5 5 543
s | 2 Hygienist 1512 2 3 23 11 1 3 4 1§t 1 1 1 1 13 3 1 33 3 4 4}22
S s technician [19]2 3 ¢ U2 2 3 U2 2 202233 3l2 22 222|222 2 4 4j2s
AP Us Army
T4Poriodontm°33122211141133222151141414u112.0
EQ 5 Hygienist NO RESPONSE
léUGquionm 022 2 2 2 3 2 2 2 2 2 2]2 2 2 2 2)2 2 2 2 2 2)2 2 2 2 2 2|20
C' 7 Hygienist 1o3l3 3 3 3 3 3 3 3 3 3 313 3 3 3 3|2 3 3 3 3 3|3 3 3 3 3 3]30
geHygi'nm 03({3 3 3 3 3 3 3 3 4 3 313 3 4 5 414 4 3 3 4 3)4 4 3 3 4 4 ]34
§ Hygienist NO TEST DUE TO TECHNICAL PROBLEMS IN DENTAL OPERATORY
US Navy
10 Periodoctistf22] ¢+ 1t 1 1 2 3 3 3 1+ 1t tJr 2 t+ 1 112 1 1 2 3 1|1 1 2 1 2 1|18
11 Hygionist |24] 1 3 3 3 1 2 2 2 3 1 1]y 3 2 3 3]2 2 1 2 3 3|2 2 3 3 2 2|23
12 Technician {18/ 2 2 2 2 1 1 2 1 3 3 1}1 1 3 2 2)/2 3 2 2 3 2|2 2 2 2 3 alao
TOTAL PATIENTS 102 U = Not reported from the clinical test site. ] RANGE1.5.4.3 | AVERAGE: 2.6
SEE APPENDIX 8 FOR EXPLANATION OF POINTS OF EVALUATION
NUMBER OF Points of Evaluation | avenace
PATIENTS
CALER SEEN | Design and Quality Hose & D. C. Overall D. \\SCORE
NAME of Construction Handpiece Tipse Effectiveness
Raters 1 2 3 4 5 6 7 8 9 101111213 14 15 16{17 18 19 20 21 22[|23 24 25 26 2728
US Ak Force
P1Potiodon!6|12012111211 2 1|y 1+ 2 2 U2z 2 t 1 1 12 1 t 1 2 1}]14
{12 Hygionit  Jeof2 2 1 1 1 1 1 1 1 111 1 1 303 3 1 2 2 212 4 4 3 4 &]20
Els vechnician [28f2 2 2 2 2 2 2 2 3 202 2 2 2 uf2 2 2 2 2 Uf2 2 2 2 2 2|20
sZ
PO Us Army
A 4 Periodontist Jos |3 3 2 t 3 2 2 2 4 2 33 3 3 3 3(2 3 3 3 5 313 3 3 3 3 3|28
RE.’aHygIth(05|1‘14111112!1111111711’1)1)11‘1
TL|® Hyaienist 03|z 2 2 2 2 2 2 2 2 2 2|2 2 2 2 2|3 2 2 2 2 2}3 2 3 3 3 3}j2
AE|7 Hygienist  fo613 3 3 3 3 3 3 5 3 3 313 3 3 3 3|4 333 4333333 4]
NC |8 Hygienist 063 3 3 3 3 3 3 3 5 3 313 3 3 3 3|3 5 3 3 5 a3l35 3 3 3 5]34
TloHygenist fos|s 3 3 3 3 3 3 3 3 2 ajs u3 3 3|2 « 33 3 3|3 4423 3 3]30
R US Navy
Fhio pericgontistf2zz{2 + + 1 1 2 3 3 1 1 22 2 1 2 2|3 2 2 23 1)22 23 2 2}18
CnHygionm 173 3 3 3 2 2 3 3 3 2 2|3 32 3 3|23 3 3 4 3|3 33 a3 2 2]z
12 Technician 211 2 2 2 2 2 3 3 3 2 3 2{2 2 2 3 2({3 « 2 2 4 2|3 3 2 2 4 427
TOTAL PATIENTS g U = Not reported from the clinical teet site. lRAMBE:q 1.3,4J AVERAGE: g 4
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SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NuMBER oF Polnts of Evaluation {averaae
CALER SEEN Design and Quality B C. D. 8COR
A. [Hose & . Overall
NAME ot Construction Handplece Tips Effectivensas
Raters 1 2 3 4 5 6 7 8 9 10 111213 14 15 16{17 18 19 20 21 22[23 24 25 26 2728
L US Ak Force
PE1Poriodontiatzs 2.2 1 1 1 11 2 3 1§11 2 2 1 1 2 2 2 2 2|18
gci’Hyoimiﬂ 2002 2 2 2 2 3 3 3 3 2 22 2 2 2 2 3 4 4 4 4 4oz
KLaTochnician 303 3 3 3333 43 4 333333 3 3 3 3 3 5(32
E
EA UsS Army
L N | 4 Periodontist Not Evaluated TIPS
5 Hygienist Not Evaluated
Lwm NOT
2 8 Hygienist lo4f2 2 2 2 2 2 2 2 2 2 2222 2 2| poNINED 2 2 2 2 2 2}20
| 1] 7 Hygienist 02}3 3 3 3 4 3 3 3 3 3 3|3 3 3 5 3 WITH 33 3 3 3 3|3
N;‘SHygienisl 05]3 3 3 3 4 3 3 3 3 3 3[3 3 4 3 3 SCALER 3 3 3 3 3 3}
DEQHygienist 053 3 3 2 4 3 3 3 5 2 3|3 U3 5 3 3 4 4 3 4 4|33
US Navy
10 Periodontistfji2) 2 2 2 2 4 1 2 2 2 2 t1]2 2 2 2 2 2 2 2 2 3 2§20
11 Hygienist }22] 3 3 3 3 3 3 3 3 3 3 3|3 3 3 3 33 3 3 3 3[30
12 Technician |27] 3 3 3 3 5 3 3 3 3 3 2|2 2 4 3 3 3 3 3 3 4 4]31
TOTAL PATIENTS 155 U = Not reported from the clinical test site. [ anGEr.6-3.3 | AVERAGE: 2.7
SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NUMBER OF Points of Evaluation _{averace
J PATIENTS
SCALER sEen | Design and Quality . Hose & B. C. Overall D SCORY§
NAME of Construction Handpiece Tips Effectivensss
Raters 1 2 3 4 5 6 7 8 9 10111213 14 15 16J17 18 19 20 21 22|23 24 25 26 2728
S US Alr Force
I S |1 Periodontist INTERNAL WATER LEAK PREVENTED TESTING
MO 2 Hygienist INTERNAL WATER LEAK PREVENTED TESTING
P N 3 Technician INTERNAL WATER LEAK PREVENTED TESTING
A
L T US Army
| 4 Poriodontist 03/ 3 3 3 3 3 3 3 3 3 3 3|3 3 2 3 23 4 3 3 3 5|3 3 3 3 2 43
Fg § Hygienist NOT EVALUATED
|NeHygionm 032 2 2 2 3 2 2 2 2 2 2|2 2 2 2 2|2 3 2 2 2 2|2 2 2 2 2 3|21
E7Hygionist 1613 3 3 3 3 3 3 3 3 2 333 33|33 33 3 3|3 33 3 2 3]J29
DseHygionm 0313 3 3 3 3 3 3 3 3 1 303 33 3 3|33 3 33 3|33 3 3 3 32
g 3| o Hygienist UNABLE TO EVAL . POWER PACK WOULD NOT FIT WALL PLUG DUE TO SPACE LIMITATIONS.
Y M US Navy
S 10 Periodontist {12§ 2 2 2 2 2 3 3 2 2 2 22 2 2 2 2}2 2 2 2 2 22 2 2 2 3 2}
11 Hygienist J28l 2 2 3 U 2 3 3 3 2 2 2|2 U 1 3 2|3 2 2 3 2 ula 3 3 2 3 a3las
12 Tochnician 12413 3 3 3 3 3 3 3 3 2 2|3 3 3 3 32 2 2 21 2|3 3 3 3 2 1t]2e
TOTAL PATIENTS 89 U = Not reported from the clinical test site. | mNGE 2 131 | AVERAGE: 26
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TRISERVICE SCALER STUDY

SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION

NUMBER oF Points ot Evaluation laverace
rscn.zn SEEN | Degign and Quality A. |Hose & B. C. overan D- 8COR
NAME of Construction Handplece Tips Effectiveness
Raters t 2 3 4 5 6 7 8 9 10111213 1415 16|17 18 19 20 21 22|23 24 25 26 2728
US Alr Force
1 Periodontist 130} 2 2 2 2 2 11 3 2 22 2 3 2 U|3 3 1 2 3 2 2 2 2 2198
E s 2 Hygienist 2413 3 3 3 2 2 2 2 3 2 213 3 3 2 2 1 3 3 3 3}2 2 2 2 2]25
20 3 Technician 3112 2 2 2 2 2 2 2 4 2 22 3 2 2 U2 2 2 2 2 2|2 2 2 3 2 2}
L N[~ o5 amy
EU 4 Periodontist [04] 3 3 3 3 3 3 3 3 2 3 33 3 3 3 3|3 3 3 3 3 3|2 2 2 2 2 3]28
RS 5 Hygienist otf1 1+ 1 4t 1 1 1 1t 11 11t U1 1 1{4 31 1 45|35 3 1 3 5]e
8 Hygienist 0312 2 2 2 2 2 2 2 3 3 21)2 2 2 2 2)2 2 2 2 2 2|2 2 2 2 2 2|21
v 7 Hygienist 023 3 3 3 2 2 3 2 2 3 313 3 3 3 3|4 3 3 3 4 3|3 3 4 3 4 4]30
8 Hygienist 0213 2 3 3 3 3 3 3 3 3 3|3 3 3 3 3|s s 3 3 5 3|3 6 3 3 5 5134
9 Hygienist 0213 3 3 3 3 3 2 3 3 2 2|UU3 3 4]5 5 4 3 5 5|13 5 5 3 5 5138
US Navy
10 Periodontist 1190 ¢ 1 ¢+ 1 1 2 2 v 2 2 1)2 2 1 1 2}J2 2 1 1 3 212 2 1 1+ 1 1]15
11 Hygienist 2] 4 3 3 U 2 3 3 4 3 3 3|4 3 2 3 U|3 3 2 4 4 313 3 3 3 4 422
12 Technician 33f 2 2 1 2 2 1+ 1 1 2 3 1|1+ 1+ 1 1 Y1 3 1 1 1 111 1 1 2 2 214
TOTAL PATIENTS 163 U = Not reported from the clinical test site. l RANGE: 1.4-3.81 AVERAGE: 2.5
SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
nuuBeR or Points of Evaluation laverace ]
HscALEn SEEN Design and Quality A. |Hoss & B. C. overan D- . SCOR
NAME of Construction Handpiece Tips Effectiveness
Raters 1 2 3 4 5 6 7 8 9 10111213 1415 16|17 18 19 20 21 22|23 24 2526 2728

US Air Force
1 Periodontist 1302 2 1 1 % v 1 1 2 2 11 1 1 3 Ut 1+ 1 1+ 1 1|1 1 2 2 1 113

N U 2 Hygienist 4811 1 1t 1 1 1 1 1 1ttt 1ttt 1T 1 1 1o
GL 3 Technician 3512 2 2 2 2 2 2 2 3 2 2|2 2 2 2 2|2 2 2 2 2 2|2 2 2 2 2 2|20
LT US Army

E R] 4 Periodontist DID NOT EVALUATE

RA| 5 Hygienist 6511 1 1 1 5 1 1 1 1t 1 vt U1 Ut o1t 4 |ttt 3 e
S|e Hygienist DID NOT EVALUATE
7 Hygienist DID NOT EVALUATE

8 Hygienist 063 3 3 3 3 6§ 5§ 5 3 3 313 3 3 3 3|6 5 3 5 5 3|3 4 3 3 5 5 (37
99Hygioniu 00f{3 3 3 3 3 3 3 3 t 3

w
w
=g
w
w
w

WATER LEAK PRECLUDED FURTHER EVAL

9 us Navy
oo Poricdontist J13]3 2 2 2 3 3 3 1 1 2 202 2 3 2 3

~

.2 2 4 3|2 4 2 3 2 2]24
11 Hygienist 1213 3 3 3 3 3 3 3 3 3 3|3 3 3 3 3|2 4 2 2 4 313 3 3 3 3 3])30

12 Technician J22] 3 3 3 3 2 3 3 3 3 3 3|3 3 3 3 3

w

3 3 3 4 3|3 3 2 3 3 3]30

TOTAL PATIENTS 170 U = Not reported from the clinical test site. | ranee1.0-3.7 | AVERAGE: 2.2
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SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NUMBER OF Points ot Evaluation
lscaLer sEEN | Design and Quality A.  |hoe & B. C.
NAME of Construction Handplece Tips
Raters 1 2 3 4 5 6 7 8 9 101111213 14 15 16|17 18 19 20
US Alr Force
D 1 Periodontist 17] 1 1 1 1 U U1 U 3 2 1|1 1 2 22]2 2 1 1 2 1l2 1 1 2 1 114
ET 2 Hygienist 3502 2 1 1 11 1 3 1 1)t 3 T 11 1 1 1+ttt 1 1 1 1 1]13
Nl 3 Technician 321 1 1+ 1 1 1 1 1 3 2 2] U U U1f2 1 1 1 1 12 2 2 3 2 2|5
T
T Us Army
AA 4 Periodontist o3 1 1 1+ + U VLU U 1 1 ]2 2 U U3|3 31 2 3 2|2 2 2 U2 2]|s
LN 5 Hygienist  Joof 1 1 1 1 U U U U T 1 T U U U T [U T U T U e e e s nose.
s 6 Hygienist 03]2 2 3 3 2 2 2 2 2 2 22 2 2 2 2]3 2 2 2 2 22 2 2 2 2 2|21
E 7 Hygienist 16]3 3 3 3 3 33 3 3 2 2|3 3 3 3 3|3 3 3 3 4 43 3 3 3 3 3|30
ZS 8 Hygionist 0413 3 3 3 2 2 2 2 2 3 33 3 4 3 45 3 3 3 2 3|3 3 3 3 4 4]lao
O |® Hygienist 20013 3 3 2 2 3 3 3 3 3 212 3 U U 34 4 3 3 3 312 2 1 2 3 3]27
SN
T US Navy
Al o Periodontist J14) 1 1 2 1 1 1t 2 2 1 3 21t 1 1 2 2|3 2 2 1 1 1]1 2 1 1 2 1hs
RC L|1 Hygienist 31f2 2 2 2 U 1t WU 3 1 1{1t 3 3 231 2 2 2 2 3]3 3 3 3 1 1121
i2 Technician J26] 3 3 1 2 1 1 1 1 1 2 3|3 3 2 221 1 1 1 t 1]t 1 1 2 1 1|18
TOTAL PATIENTS 201 U = Not reported from the clinical test aite. I RANGE:1.3-3.0 l AVERAGE: 2.0
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SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
wumsEn oF Polnts of Evaluation | averace
SCALER SEEN | Design and Quallty A. Hoss & B. C. overall D. \SCORE
1 NAME of Construction Handplece Tips Effectiveness
Raters i 2 3 4 5 6 7 8 9 10111213 1415 16)17 18 19 20 21 22|23 24 25 28 2728
U8 Alr Force
S1Poriodomiatz14433uu2u311uuuU12212223233232.3
KOzHygionm 33f2 2 2 2 2 2 2 1 1|1t 3 3 3 312 2 2 3 2 2{2 2 2 2 2 2f21
ANsTochnicinn 33J3 3 2 2 1 3 2 3 2 1 1]t U U t 1|3 3 2 2 2 2}3 2 2 2 2 2}20
v | US Army
OC4Ponodomiuo411333111133335233232433233322.5
AE 5 Hygienist NOT TESTED
M E 6 Hygienist NOT TESTED
EX 7 Hygienist NOT TESTED
R 8 Hygienist NOT TESTED
| 2 19 Hygienist NOT TESTED
Co US Navy
Ao‘oPoriodontil|1621i!!1$23111111211112111\1111.1
0P1Hyglonitl 2742 2 2 2 2 t 1 1 1t 1 1]v 3 3 vt 1} 3y 2 1 2|2 12 Uiyt 15
2 Technician l27] 2 2 2 2 2 2 2 2 2 2 2|2 2 2 33|+ 1+ 2 ¢ 1 11 1 1 1 118
TOTAL PATIENTS 161 U = Not reported from the clinical test site. | Ave:1.1-25 | AVERAGE: 1.9
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SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NUMBER OF Points of Evaluation laverace
SCALER PATIENTS
NAME seen | Design and Quality Hose & B. C. Overant D. ORE
of Consetruction Nandplece Tips Effectivensss
Raters 1 2 3 4 5 6 7 8 9 1011{12 113 14 15 16/17 18 19 20 21 22{23 24 25 26 2728
US Ak Force
1 Periodontist 30§ 2 2 2 2 2 2 2 2 2 1|1t 1 2 3 U{2 32 1 3 2|2 3 3 2 2 3|24
2 Hygienist 32U U 3 3 3 3 3 3 3 2 3[4 23 3 3|3 4 3 3 3 3|3 3 3 3 3 3|39
C 3 Technician |28 2 2 2 2 22 3 31t + 11 1} 22 12 1|22 3 2 2 2|22
A
R G us Army
A 4 Periodontist JO2f1 1+ 1 1 1 ¢ 1 1 1+ 1t ¢ ] 1 1 1 1}]2 5 1t 1+ 1 113 4 4 t 1 1 15
N1 5 Hygienist ot 1 1 1 1t 11 1t s 11 3 1 1 1t 111 1 1 3 213
S 0 € Hygienist 012 2 2 2 2 2 2 2 2 2 22 2 2 3 2|2 2 2 2 2 2|2 2 2 2 2 2}29
25 7 Hygienist 05{3 3 3 3 3 3 4 « 3 3 33 3 3 3 3}3 3 3 3 3 3!3 3 3 3 3 3]Ja,
NO 8 Hygienist 02f{3 3 3 3 3 3 3 3 3 3 33 3 2 5 3|2 5 3 2 3 3|3 3 3 3 2 2]lap
8 Hygienist 62|3 3 3 3 3 3 3 4 3 3 3|3 3 3 3 3|2 2 2 2 2 2|2 2 2 2 2 3|26
US Navy
10 Periodontist]ie] 2 2 2 2 3+ 1 1 3 1 2 21 1 2 2 2|1 2 2 1 1 2]2 2 2 2 1 1l
11 Hygienist |21} 3 3 3 3 3 4 3 3 3 3 213 3 3 3 3|3 4 4 3 3 4[{3 3 3 3 4 432
12 Technician |24 3 3 3 3 3 3 4 3 3 2 313 3 3 3 3|]3 3 3 4 3 3|3 3 3 3 4 4]31
TOTAL PATIENTS 184 U = Not reported from the clinical test site. ] AANGE1.9-3.2 | AVERAGE: 2.4
SEE APPENDIX B FOR EXPLANATION OF POINTS OF EVALUATION
NUMBER OF Points ot Evaluation laverace
CALER SEEN Design and Quality A. lHose & B. C. Overall D. \SCORE
NAME of Construction Handplece Tips Effectivensss .
Raters 1 2 3 4 656 6 7 8 9 10111213 14 1516/17 18 19 20 21 22|23 24 25 26 2728
US Air Force
C]1 Poriodontist J25}1 1 2 2 1 1 2 1 3 2 12 v+ 2 1 U1 + 1 1 3 1|1 2 3 2 1 1.6
Az Hygienist #9 2 2 33 2 3 3 3 3 3 3|22 22 2 32 2 3 2|3 4 4 4 & 2.8
DV]s Technician 212 2 2 2 2 2 2 2 3 3 a2 2 2 2 2|2 2 223 2[(2 233 2 2|22
E |
T Us Army
NH 4 Poriodontist Jos]2 1+ 1 1+ 3 2 4 1 3 1t 12 2 1 1 1]1 5 1 3 2 13 1 4 2 1 3}19
T o 5 Hygienist ot ¢+ 1 1 1 1 1 U TR T RN T B AT ST SN T BN N O TN SR B B NS I R
gN 6 Hygienist 032 2 2 2 2 2 2 2 2 2 2|t 2 2 2 2|2 2 2 2 2 2(2 2 2 2 2 2]20
L 7 Hygienist 1413 3 3 3 3 3 3 3 2 1t 213 3 3 3 3|2 3 3 3 2 2}2 2 2 2 2 2/}26
y 3|8 Hygienist 0513 2 3 3 3 3 3 3 2 2 111 1 1 1 t}1 1t ot 1 vl oot ]y
Olo Hygienist bsJu U 2 3 32 3 3 3 1 3 13 U3 3 3|3 4 3 3 3 3|3 4 3 3 3 3]30
0
US Navy
Olio periodontistlial s 1 ¢+ 1 v 1 2 1+ 1 v o]t v v v ]y v e o ]
11 Hygionist 2112 2 2 2 1 2 2 2 1 1 1|1 2 1 2 3|2 3 3 2 1 2|3 2 3 3 1 1|19
12 Technician |24 3 2 2 2 2 1 3 3 1 1 173 3 2 2 1|2 2 2 4 2 2|2 1 2 2 2 t2}21
TOTAL PATIENTS 177 U = Not reported from the clinical test site. rm&l.O-a.O ] AVERAGE: 2.1
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